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| INTRODUCTION 


BACKGROUND 


As the importance of EMC has increased over the years, new standards and 
procedures have been instituted to work toward the goal of true electro- 
magnetic compatibility in all equipment. Fast, accurate measurements to 
meet existing standards are a must for the EMC engineer. 


The purpose of this note is to describe the measurement procedures used 
with the HP 8550 series of plug-in spectrum analyzers in order to measure 
the parameters specified in MIL-STD-461, 462. 


BENEFITS 


1. The spectrum analyzer reduces the time required to scan a given fre- 
quency range and to reduce the resultant data to a useful format. 


2. By viewing large portions of the spectrum at a time, individual inter- 
ference components are not likely to be missed. Intermittent signals are 
much more likely to be observed. 


3. The spectrum analyzer is readily used for ‘‘quick checks”’ during design 
stages; it helps the EMC engineer work for designed-in compatibility. 


HOW TO USE THIS APPLICATION NOTE 


Procedures will be given for each method in MIL-STD-461, 462 which 
requires a calibrated receiver. These procedures will include test setups, 
control settings, calibration procedures, information on signal interpretation, 
spurious response detection, front end overload, and recording techniques. 


Although the examples given are for MIL-STD-461, 462, most of the pro- 
cedures are general in nature and may be used in conjunction with other 
MIL-STD or other EMI specifications. The test methods to be described are: 


CEO1 Conducted Emission, 30 Hz to 20 kHz, Power Leads 
CEO02 Conducted Emission, 30 Hz to 20 kHz, Control and Signal Leads 
CE03 Conducted Emission, 20 kHz to 50 MHz, Power Leads 


CE04 Conducted Emission, 20 kHz to 50 MHz, Control and Signal 
Leads 


CE06 Conducted Emission, 10 kHz to 12.4 GHz, Antenna Terminal 


CS01 Conducted Susceptibility, 20 Hz to 50 kHz, Power Lead 
CS02 Conducted Susceptibility, 50 kHz to 400 MHz, Power Lead 


REO1 Radiated Emission, 30 Hz to 30 kHz, Magnetic Field 
REO2 Radiated Emission, 14 kHz to 10 GHz, Electric Field 
REO3 Spurious and Harmonic Emissions, 10 kHz to 40 GHz 
REO4 Radiated Emission, 20 Hz to 50 kHz, Magnetic Field 


REO5 Radiated Emission, Broadband, 150 kHz to 1 GHz, Vehicles 
and Engine-Driven Equipment 


REO6 Radiated Emission, 14 kHz to 1 GHz, Overhead Power Lines 


RSO1 Radiated Susceptibility, 30 Hz to 30 kHz, Magnetic Field 
RSO3 Radiated Susceptibility, 14 kHz to 10 GHz, Electric Field 
RSO04 Radiated Susceptibility, 14 kHz to 30 MHz 


Organization within each method is essentially the same and can be outlined 
as follows: 


X.1 Instruments and Accessories Used 
XZ Test Setup 

X.3 Control Setting and CRT Calibration 
X.4 Calibrating and Marking Display 

DE) Frequency Calibration 

X.6 Precautions 

Dell Signal Identification 


Each measurement generally consists of calibrating the analyzer, connecting 
the signal pickup device, and observing the resultant spectrum display. In 
cases where extra steps are involved, a measurement procedure is included 
in Section X.4. Whenever a different procedure is used for different fre- 
quency ranges within a method, each procedure is presented in its entirety. 


The specification limits and details of a given method are subject to change 
as the applicable standards are changed. However, the methods presented 
here should allow you to make any changes with a minimum of difficulty. 


NOTE: There are several cases where either the 8554L (500 kHz to 1250 
MHz) Tuning Section or the 8555A (10 MHz to 40 GHz) Tuning Section 
may be used below 1 GHz. Wherever one unit is suggested, the other may 
be substituted in this range. 


All calibrations assume essentially zero loss in the interconnecting cables. 
When this is not the case, cable losses should be taken into account. 


Il CALIBRATION OF 
MEASUREMENT EQUIPMENT 


CALIBRATING THE SPECTRUM ANALYZER FOR dBuV 


The HP spectrum analyzers are calibrated to read signal level directly in 
dBm (decibels referred to one milliwatt). In order to measure signal levels 
in dBuV (decibels referred to one microvolt) it is only necessary to add 
107 dB to any dBm reading; i.e., 0 dBm (5082) = +107 dBuV (5002). 


Then: Signal Level (dBuV) ='Signal Level (dBm) +107 dB 


An optional IF section is available which provides measurements directly 
in dBuV. The 8552A Option H04 or 8552B Option H04 will allow you to 
measure signal levels in dBuV with any of the tuning sections. Since this 
capability simplifies measurements, it should be considered for any spectrum 
analyzer to be used for EMI measurements. A modification kit is available 
to add this capability to standard 8552A/B IF Sections. 


USING THE BANDWIDTH FACTOR (B) TO CALIBRATE 
THE DISPLAY FOR BROADBAND IMPULSE SIGNALS 
Broadband signals are discussed in detail in the Appendix. 


To calibrate the CRT display so that the spectral intensity S of broadband 
impulse signals can be read directly in dB above 1 uwV/MHz, subtract Band- 
width Factor B for the appropriate IF bandwidth from the calibrated narrow 
band scales as follows: 


a. If the analyzer is calibrated in dBm, 


S (in dBuV/MHz) = V (in dBuV) — B (in dBMHz) 


dBuV/MHz 
87 


Til 


67 


57 


47 


37 


-4 -3 -2 =1 CENTER 1 2 3 4 
FREQUENCY 


Figure 1. Bandwidth Factor B for this situation is -17 dBMHz (typical for 100 kHz 
Bandwidth), the conversion is as follows. The level marked 70 dBuV corresponds to: 
70 dBuV — (-17 dBMHz) = 87 dBuV/MHz, etc. 


b. If the analyzer is calibrated in dBm, 
S (in dBuV/MHz) = V (indBm) —- B (in dBMHz) +107 dB 


The procedure for determining the Bandwidth Factor B is given in the next 
section. 


dBm | dBuV/MHz 


-30 94 
-40 84 
-50 74 
-60 64 
-70 54 
-80 44 
-90 34 
-100 24 


-4 -3 =2 =1 CENTER 1 2 3 4 
FREQUENCY 


Figure 2. The level marked -30 dBm corresponds to: -30 dBm — (-17 dBMHz) 
+107 dB = 94 dBuV/MHz. 


PROCEDURES FOR DETERMINING THE BANDWIDTH 
FACTOR B (FOR USE WITH THE LOGARITHMIC DISPLAY MODE) 


: BWi 
Bandwidth Factor B (in dBMHz) = 20 log 1 MHz 
where BWi = impulse bandwidth 


There are four procedures for determining B which are useful with the 
spectrum analyzer. Each yields results which agree within 1 dB of the other 
methods. Each method will be described in some detail. The methods are: 


1. Measure the area under the IF response to an impulse and divide by the 
amplitude. 


2. Measure the 6 dB bandwidth. 


3. Measure the area of the detector response to an impulse and divide by 
the amplitude. 


4. Measure the response to a known pulse modulated signal. 


The last method is the most accurate, but the procedure is the most com- 
plicated and can best be performed with the 8554L (500 kHz — 1250 MHz) 
or 8555A (10 MHz — 40 GHz) Tuning Sections since a microwave test signal 
is required to get optimum results. 


The Bandwidth Factor need only be measured once for each bandwidth 
with a particular IF section. Changing the tuning section does not affect 
the Bandwidth Factor. 


Method 1 


Connect the 30 MHz calibrator to the input of the spectrum analyzer and 
select the LINEAR display mode. The LINEAR SENSITIVITY should be 
set to 1 mV/div. 


Tune to the 30 MHz signal and set the BANDWIDTH to the desired position. 
Narrow the SCANWIDTH until the display nearly fills the CRT (See Fig- 
ure 3). Slow the scan until the DISPLAY UNCAL light goes out. 


Figure 3. Scan width adjusted to allow measurement of the area under the response curve. 


Use the LINEAR SENSITIVITY VERNIER to bring the peak of the display 
to the top graticule line. 


Measure the area under the curve by either photographing the display and 
using a planimeter or counting the squares under the curve. 


Oz. A:K 
BWi (in kHz) = hee 
where A = area in cm 

k = SCAN WIDTH PER DIVISION (in kHz) 


2 


and B 20 log 


BWi 
1 MHz 
Method 2 


Set up the spectrum analyzer as in Method 1 with the 30 MHz calibrator 
signal displayed in LINEAR and the peak on the top graticule line. 


Read the frequency difference between the half voltage points. This is the 
6 dB bandwidth which is approximately equal to BWi. (See Figure 4.) 


6 dB OR 
1/2 VOLTAGE 


— 


Figure 4. Measurement of 6 dB bandwidth. 


Method 3 


(This method is described in MIL-STD-826, Method 2003.) Connect an 
impulse generator to the spectrum analyzer input. (See the Appendix for 
front end overload considerations.) Tune the spectrum analyzer to a con- 
venient frequency within the bandwidth of the impulse generator. 


NOTE: The 8445A Automatic Preselector should always be used with the 
8555A (10 MHz —- 40 GHz) Tuning Section when making broadband mea- 
surements. 


Set the spectrum analyzer to ZERO SCAN and set the BANDWIDTH as 
desired. 


Switch to the LINEAR display mode and adjust the LINEAR SENSITIVITY 
for an on-screen display. 


Connect the VERTICAL OUTPUT to an oscilloscope and adjust the oscillo- 
scope controls for a maximum display area in the calibrated portion of the 
CRT. 


Measure the area of the display by either counting squares or integrating 
with a planimeter. Also measure the amplitude of the display. 


ar ES 
BWi (in Hz) = ca 
where A = area in cm? 
H = pattern height in cm 
S = sweep rate in cm/sec. 
Method 4 


The measurement setup is shown in Figure 5. Parts of the following proce- 
dure differ according to the bandwidth being measured: the (a) column is 
used with 10, 30, 100, and 300 kHz IF bandwidth settings; the (b) column 
with 1 and 3 kHz. 


When the average value for BWi has been determined, calculate B and enter 
data on a calibration record sheet. 


8614A 8403 OPT 02 
SIGNAL GENERATOR PIN MODULATOR 


POWER OUT EXT. PULSE 
UNCAL CAL INPUT OUTPUT INPUT 


SPECTRUM 
ANALYZER 


214A or 222A PULSE 140A, 175A, 180A 
COUNTER |CONVERTER GENERATOR OSCILLOSCOPE 


Figure 5. Setup for impulse bandwidth measurement. 


The performance of the pin modulator should be checked before making the 
impulse bandwidth measurement. See Appendix A, Equation (4). 


Impulse Bandwidth B can be determined from Equation (14) of the Ap- 
pendix. This yields: 


MEM 


+20 log cit120 | (dB MHz) 
Vp 


BWi 
B = 20 log Er tictn — [20 log 


A detailed step-by-step procedure follows in which the term 20 log is 
p 
obtained directly as difference of two dB readings of the signal generator 
attenuator. The pulse width 7 is measured for nominal bandwidths of 1 kHz 
and 8 kHz directly by an oscilloscope that is first calibrated by means of a 
frequency counter. The pulse width 7 is measured indirectly for nominal 
bandwidths of 10 kHz to 300 kHz by measuring the frequency distance of 
the main lobe zeros of the displayed spectrum with a frequency counter. 


NOTE: The bandwidth settings below 1 kHz are not used for the applica- 
tions described in this note. 


1. Make the following instrument control settings on the spectrum analyzer. 


BREQUEPNGYae* sors. cit. «2a. a 1000 MHz 
SCANIWID Fw x fee es PER DIVISION 
CONTIN GASIRABUGEZ ga ee ore ©. terete ON 
INTO A Ria G NUAL LO) Ret trsses acct a Ses oxen odes tviar 0 dB 
LOG IRE LEY Elie eeeeecss orc —40 dBm (70 dBuV) 
LOG FLUNIOA Rite earsy var. f > levereceas le bos 10 dB Log 
VEL IG OG) DH Rae tare te eee ee tet oete, OFF 
SCN NeNiC) 0) Hitaeerr eens micas tt uty Be coke cone INT 
SCAN UG GE. ty eee ee ects ot atant, tacts cose AUTO 
(8555A Tuning Section Only) 

EEN aH teenie teen us tepninc ates O=2.05 GHz 
py INA ea GND CMCLEG Hise nese fo steer eae OFF 


Set the BANDWIDTH control as desired and use the following chart to 
determine remaining control settings. 


Bandwidth selected: 3kHz |10 kHz| 30 kHz|100 kHz} 300 kHz 


SCAN WIDTH PER DIVISIO 1 MHz 
SCAN TIME PER DIVISIO 


5 msec 


2a. Set modulator to INTERNAL 2b. Set modulator to EXTERNAL 
PULSE; set RATE and WIDTH PULSE. 
as specified in Chart 1. 
3a. Adjust WIDTH control of mod- 3b. Set pulse generator output to 
ulator until the distance be- 10V. 
tween both the zeros adjacent 
to the main lobe of the dis- 
played spectrum is as specified 
in Chart 1. 
4a. Note the exact location of the 4b. Set frequency counter to 1 
left zero adjacent to the main VRMS LEVEL. 
lobe of the spectrum on the 
spectrum analyzer CRT. 
da. Set frequency counter to PLUG db. Adjust RATE of pulse genera- 
IN and record frequency as fl. tor until frequency counter - 
reads f3 as specified in Chart 2. 
6a. Decrease signal generator FRE- 6b. Note length of one period on 
QUENCY until the right zero oscilloscope CRT. 
adjacent to the main lobe is at 
the exact location noted in 
step 4a. 
7a. Read off frequency as f2. 7b. Adjust RATE of pulse genera- 
tor to value specified in Chart 2. 
8a. Return signal generator fre- 8b. Adjust WIDTH control of pulse 
quency to 1000 MHz. generator until width of pulse 
on oscilloscope CRT is exactly 
the length obtained in step 6b. 
9. Adjust signal generator ATTENUATOR until peak of the main lobe of 
the spectrum is at exactly the chosen reference height (i.e., 0, -10, 
—20, -30, -40, etc.) on the spectrum analyzer CRT display. 
10. Read signal generator ATTENUATOR as aq in dBm. 
11. Turn pulse modulation off by switching modulator to EXTERNAL AM. 
12. Adjust signal generator ATTENUATOR so that the height of the peak 


10 to 300 kHz IF Bandwidths 


1 and 3 kHz IF Bandwidth 


of the now-displayed CW signal is at exactly the reference height used 


in step 9. 


13. Read signal generator ATTENUATOR as ap in dBm. 

14a. Calculate impulse bandwidth: 14b. Calculate impulse bandwidth: 
f1-f2 ; 1) 

15. Calculate. Bandwidth Figure B: 


BWi = 


BWi 
B = 20 log 1 MHz 
or 
fl —f2 
15a. B = ap—ai t+ 20 log Gaia INDO. Ley =" Ege tay) wei eqU ieyes 1 MHz 


Bandwidth Selected 10 kHz 30 kHz 100 kHz 300 kHz 
2.5 kHz U3 Ie 25 kHz 75 kHz 


Null Separation 200 kHz 600 kHz 6 MHz 


Chart 1. Modulator Settings for Bandwidths from 10 kHz to 300 kHz. 


er eee | 0 eee | 


{3 
Modulation Rate 800 Hz 250 Hz 


Chart 2. Modulator Settings for 1 kHz and 3 kHz Bandwidths. 
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Hi} LABELING AND MARKING THE DISPLAY 
GRATICULE FOR PHOTOGRAPHY 


Marking the horizontal frequency axis and the vertical amplitude axis with 
numbers is a convenient way to record the spectrum information of the 
display in a photograph. Specification limits of the MIL-STD being used 
can also be marked directly on the display. Special pencils such as Stabilo- 
Swan No. 8008, TAG-Richard Best No. 264, or Pentel Sign Pen can be used 
for this purpose. Remove any filters from the CRT to reduce parallax pro- 
blems. 


Because the display graticule is on the inner surface of the tube face, parallax 
must be considered when marking the outer surface and when photographing 
the display. HP Oscilloscope Cameras 196A and 197A use an ultraviolet 
light to illuminate the background of the display. Because of the location of 
this light, marked lines will cast a shadow on the phosphor surface of the 
display; this shadow is always above the marked line. When using a 197A 
camera, the shadow line appears much lighter than the real line, but this 
is not so with a 196A camera. With the 196A, broken lines should be used 
for marking (you can break a solid line easily with a pointed eraser). The 
shadow of the broken line will be distinguished from the original marks 
because it will show as a solid line in the photograph. Figure 6 illustrates 
the two types of photographs. 


£ TRUE 
ee ees ONS Oe tee ce e s MA R Kl NGS 
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oe 


TRUE 
MARKINGS 


PICTURE TAKEN WITH OSCILLOSCOPE CAMERA 196A 


Figure 6. Photographs of Oscilloscope Display 
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IV TEST PROCEDURES FOR MIL-STD-461, 462 METHODS 


1. METHOD CE01 CONDUCTED EMISSION, 
30 Hz TO 20 kHz, POWER LEADS 


The objective of this method is to measure the conducted interference on 
power leads to the device under test over the specified frequency range. 


1.1. Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Current Probe, Genistron Model GCP-5120, or equivalent 

Current Probe Amplifier, Genistron Model GF-8470, or equivalent 
Ten Microfarad Feed-Through Capacitor(s) per ARP-936 

Isolation Transformer 

Band-Reject Filter 

Step Attenuator, Model 355D 


1.2 Test Setup 


AC PHASE 2 
DC 
AC PHASE | = GROUND PLANE 
YR Weep a ae ISOLATION 
eae TRANSFORMER 
SPECTRUM 
FNS 
NU // PROBE ANALYZER 


TEST SAMPLE STEP 


ATTENUATOR 


LEADS NOT TO 
EXCEED 1 METER 


gal 
TEST SAMPLE 
POWER CABLE 


Figure 1A. 
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1.3 Control Settings and CRT Calibration 


Narrowband Interference 


ee) 
Measurement ee) Band- | Scan Width 
| Level Ref 


= 20, Hz 200 Hz 20 Hz/Div 120 dBuV 


200 Hz” 2 kHz 200 Hz/Div 120 dBuV 
2kHz ~20 kHz | 300)Hz |We2 kz Div 120 dBuVv 


*Measure only from 30 Hz 


Broadband Interference 


Scan Width (O—10f mode)..... 2 kHz/Div 
Band wid thiewea. 2 ae ee ere 10 kHz* 
Input. Leveligows ease eee eee -10 dBV 
Log Reb Levelgt au a ener 120 dBuV 
NARROWBAND | BROADBAND 
dBuV dBuV/20 kHz 
120 123 
110 113 
100 103 
90 93 
80 83 
70 73 
60 63 
) 50 53 
/, 
Y 
=f A230 27). CENTER 2 3 4 
4 FREQUENCY t 
fmin fmax 
Figure 1B. 


*a correction factor will be added to the measured value to obtain the broadband noise in a 20 kHz 


impulse bandwidth as required by Method CEO1. This factor is approximately 3 dB. It may be 
calculated from the formula: 


ae BWi 
F = |20 log 20 kHz | 
Where F = correction factor 
BWi = Impulse bandwidth when the 10 kHz bandwidth is used. 
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1.4 Calibrating and Marking Display 


Spectrum Analyzer Input 


MIL-STD-461 Limits Example Only Signal = Spec Limit + 
Current Probe Transfer Impedance 
plegucricy Transfer Impedance 
Narrowband Broadband (d4BQ) 
(dBuA) (dBuA/20 kHz) (dBuV) (dBuV/20 kHz) 
30 Hz 120 0 120 
100 Hz 120 0 120 
200 Hz 120 0 120 
400 Hz 120 90 0) 120 90 
1 kHz 103 0 1038 
10 kHz 62 0 62 
20 kHz 00 0) 50 


add to get 


add to get 


120 
110 
100 
oa BROADBAND LIMIT 
. (dBuV/20 kHz) 
80 
70 t 
dB 
60 
a : . LSS) NARROWBAND LIMIT 
; : (dBuV) 
Note: 5 a 
EXAMPLE ONLY. 0 dBQ? transfer impedance 
30 of probe/amplifier combination used. Take actual 
calibration of your probe and add to spec. limits 
to obtain voltage limits for CRT. 
20 : 
if ra 
t | 
10 t 
10 100 1k 10k 100k 


FREQUENCY (Hz) 


Figure 1C. 


Add transfer impedance in dB&Q2* of your current probe to MIL-STD specifi- 
cation limits in dBuA (narrowband) and in dBuA/20 kHz (broadband) to 
obtain spectrum analyzer input signals in dBuV (narrowband) and dBuVv/20 
kHz (broadband). See tables and curves above. 


Copy values onto the spectrum analyzer display. (See following examples.) 


*dBQ = dB above 122, i.e., 1082 = 20 dB&2 


15 


EXAMPLES 
Measurement 1 (Narrowband) 


SPEC LIMIT 


acd -1 CENTER 1 


FREQUENCY 200 Hr 
CéEO1 


Figure 1D. 
CRT calibration is obtained from control settings in Section 1.3. Specification limit is copied from 
the preceding figure. 


Measurement 2 (Narrowband) 


4 -3 2 -1 CENTER 1 2 3 4 
OHe FREQUENCY 2kHz 
CE01 


Figure 1E. 
Measurement 3 (Narrowband) 


4 -3 se -1 CENTER 1 2 3 4 
OHz FREQUENCY 20 kHz 
CEO1 


Figure 1F. 


dBuV/20 kHz 
123 


113 


“4° -3 -2 -1 CENTER 1 2 3 4 
OHz FREQUENCY 20 kHz 


(Example, correction factor = 3 dB) 
Figure 1G. 


NOTE: The exact labeling of the broadband scale depends on the actual bandwidth of your analyzer. 
See Section 1.3. 
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Mark frequencies, specification limits, and method number directly on CRT 
face or use overlay. A photo of the spectrum will then contain all informa- 
tion. 


{hte Frequency Calibration 


Set all controls as shown in Step 1.3. With no input to the spectrum analyzer, 
adjust the ZERO ADJ to bring the LO feedthrough signal to the left edge of 
the CRT. 


1.6 Precautions 


Before connecting the input signal, insert the step attenuator between the 
current probe and the spectrum analyzer. Set the analyzer to scan from 
0 — 200 kHz. Start with the attenuator set to 50 dB and decrease the attenu- 
ation in 10 dB steps until O dB is reached. If any signals exceed the specifica- 
tion limit before 0 dB attenuation is reached, stop the test at that point. 
Measure the signal level by taking into account the attenuator setting. This 
will avoid overload of the input and possible damage to the spectrum 
analyzer. 


17 


Signal Identification 


INITIAL DISPLAY 


max 


LIN dB” 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 
SET SWEEP 
TIME CON 
TROL ONE 
STEP CCW 


max 


—— 
= 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


Q [NARROW BAND] BROADBAND, 
SPURIOUS 


Le | ac 


18 


2. METHOD CE02 CONDUCTED EMISSION, 
30 Hz TO 20 kHz, CONTROL AND SIGNAL LEADS 


The objective of this method is to measure the conducted interference on 
control and signal leads to the device under test. 


2.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 

Spectrum Analyzer Display Section, Model 141T 

Current Probe, Genistron Model GCP-5120, or equivalent 

Current Probe Amplifier, Genistron Model GF-8470, or equivalent 
Band-Reject Filter (for information bandwidth of device under test) 
Step Attenuator, Model 355D 

Isolation Transformer 


2.2 Test Setup 


AC PHASE 2 


AC PHASE 1 


ISOLATION 


ie 


POWER CABLE 


GROUND PLANE 


POWER CABLE 


TEST SAMPLE 


TEST SAMPLE 
LOADS 


nok 
iN STEP 
Ne ATTENUATOR 
Baty ceR NVC POWER LEAD REMOVED 
. FROM CABLE 
50 OHM SHIELDED ; INTERCONNECTING 


CABLE URRENT PROBE CABLES 


BAND REJECT 
FILTER 


EMI METER BOND 


Figure 2A. Typical probe test setup for conducted 
measurement of interconnecting cables. 


2.3 Control Settings and CRT Calibration 


Narrowband Interference 
Frequency 
Range Band- 
idth 
e 


*Measure only from 30 Hz 


Scan Width 
(O—10f mode) 


Measurement 
Number 


Input Level | Log Ref Level 


120 dBuVv 
120 dBuVv 
120 dBuV 


20 Hz/Div 
200 Hz/Div 
2 kHz/Div 


ihe! 


Broadband Interference 


Scan Width (O—10f mode)..... 2 kHz/Div 
Band width Grate con ee eee 10 kHz* 
Tnputthbevel. se... ae kee eee -10 dBV 
Log: Rel. Levelie pe ee 120 dBuV 


NARROWBAND | BROADBAND 


dBuVv dBuV/20 kHz 
120 123 

110 113 

100 103 

90 93 

80 83 

70 73 

60 63 

50 53 


TE -1 CENTER 1 2 3 4 
‘ FREQUENCY t 
lige fimax 
Figure 2B. 


2.4 Calibrating and Marking Display 


Spectrum Analyzer Input 
Signal = Spec Limit + 
Transfer Impedance 


Example Only 
Current Probe 
Transfer Impedance 
(dBQ) 


MIL-STD-461 Limits 
Frequency 


*A correction factor will be added to the measured value to obtain the broadband noise in a 20 kHz 
impulse bandwidth as required by method CE0O2. This factor is approximately 3 dB. It may be 
calculated from the formula: 


F = | 20lo She 
S20 kHz 
Where F = correction factor in dB 
BWi = impulse bandwidth when the 10 kHz bandwidth is used. 


20 


120 


110 
100 i 
ant tra AND LIMIT 1. [-t: 
TL] (dBuV/20 kHz) ae 
90 |}— at 


A id 


80 


70 
dB 


SF NARROW BAND LIMIT. 
DING (dBuV) : 


i Note: 

athh EXAMPLE ONLY. 0 dBQ2 transfer impedance |— 

mala i of probe/amplifier combination used. Take mn Oa anne 

“tt actual calibration of your probe and add to spec. I 

| limits to obtain voltage limits for CRT. +4 
‘Nae tea ah fannie 


A AO OU 
t Sete 


=: Se 


tae 


100 1k 
FREQUENCY (Hz) 


Figure 2C. 


Add transfer impedance (in dB{2) of your current probe to MIL-STD specifi- 
cation limits in dBuA (narrowband) or dBuA/20 kHz (broadband) to obtain 
spectrum analyzer input signals in dBuV or dBuV/20 kHz which correspond 
to the specification limits. See tables and curves above. 


Copy values onto the spectrum analyzer display. (See following examples.) 
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EXAMPLES 


Measurement 1 (Narrowband) 


SPEC LIMIT 


-3 2 -1 CENTER 1 2 3 4 
FREQUENCY 200 Hz 


Figure 2D. 


CRT calibration is obtained from control settings in Section 2.3. Specification limit is copied from 
the preceding figure. 


Measurement 2 (Narrowband) 


SPEC LIMIT 


4 -3 =2 -1 CENTER 1 
FREQUENCY 


Figure 2E. 


4 -3 -2 -1 CENTER 1 “3 3 4 
O Hz FREQUENCY 20 kHz 
CEO2 


Figure 2F. 
Broadband Measurement 


dBuV/20 kHz 
123 


L ot 103 


+ = 93 


SPEC LIMIT el 
83 


-4 -3 -2 -1 CENTER 1 2 3 4 
OHz FREQUENCY 20 kHz 
CEO2 


(EXAMPLE, CORRECTION FACTOR = 3.48) 
Figure 2G. 


NOTE: The exact labeling of the broadband scale depends on the actual bandwidth of your analyzer. 
See Section 2.3. 


22 


Mark frequencies, specification limits, and method number directly on CRT 
face or use overlay. A photo of the spectrum will then contain all informa- 
tion. 


2.5 Frequency Calibration 


Set all controls as shown in step 2.3. With no input to the spectrum analyzer, 
adjust the ZERO ADJ to bring the LO feedthrough signal to the left edge 
of the CRT. 


2.6 Precautions 


Before making any measurements, set the step attenuator to 50 dB. Scan 
the spectrum analyzer from 0 to 200 kHz. Observe the display as the attenua- 
tion is decreased in 10 dB steps. If any signal exceeds 120 dBuV on the dis- 
play before 0 dB attenuation is reached, stop the test at that point. Measure 
the signal levels by taking into account the attenuator setting. This will avoid 
overload of the input and possible erroneous readings. 


2.7 Signal Identification 


INITIAL DISPLAY 


= 
LIN dB 


DOES SPECTRUM NO Yes 
LINE DENSITY 
INCREASE? 


SET SWEEP 
TIME CON 
TROL ONE 
STEP CCW 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


Y y 
NARROW BAND \ (BROADBAND) 
“imax SPURIOUS 
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3. METHOD CE03 CONDUCTED EMISSION, 20 kHz TO 
50 MHz, POWER LEADS 


The objective of this method is to measure interference conducted on the 
test device power leads over the specified frequency range. 


3.1. Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer Tuning Section, Model 8553B 

Spectrum Analyzer IF Section, Model 8552B, Option H04 
Spectrum Analyzer Display Section, Model 141T 

Current Probe, Genistron Model GCP-5120, or equivalent 

Current Probe, Genistron Model GCP-51380A, or equivalent 
Current Probe Amplifier, Genistron Model GF-8470, or equivalent 
Ten Microfarad Feedthrough Capacitors 

Step Attenuator, Model 355D 

Isolation Transformer 


3.2 Test Setup 


AC PHASE 2 
Dc = 
AC PHASE 1 Wena. GROUND PLANE 
aA 10 hFD Ree eae ISOLATION 
Ce TRANSFORMER 


THROUGHS 


SPECTRUM 
ANALYZER 


SS 
TEST SAMPLE ane 
ATTENUATOR 
TEST SAMPLE 
POWER CABLE 


Figure 3A. Typical current probe test setup for conducted emission measurements 
on power leads. 


3.3 Control Settings and CRT Calibration 


3.3.1 20 kHz to 200 kHz. For measurements in this range, use the model 
8556A Tuning Section and the GCP-5120 Probe. 


Narrowband Interference 


Frequency Range....... fmin = 20 kHz/fmax = 200 kHz 
Band Width joys anchor we eos eon ee 300 Hz 
ScansWid thisne.t5 ce ane 20 kHz/div. (O—10f mode) 
Input) Level ote ecctamat coer Ose no ee en oem -40 dBV 
Log Rel Level ney 6. a eee ore ho, eee ee 80 dBuV 
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Broadband Interference 


Frequency Range....... fmin = 20 kHz/fmax = 200 kHz 
ISIC WIC ete etn Acs aed RES cscs Ts abhi es aie See get 3 kHz 
CATIA ICU teaver Rete Oct. 20 kHz/div. (O—10f mode) 
ile evel ae seep uerttet we, ne ete i ns a eed —40 dBV 
MOUS CrpLieVel pawn eae rene care re aN ost 80 dBuV 


NARROWBAND | BROADBAND 


dBuVv dBuV/MHz 
80 127 
70 117 
60 107 
50 97 
40 87 
30 77 
20 67 
10 57, 


-4 =o =p) -1 CENTER 1 2 3 4 
\ FREQUENCY 
fin fmax 
Figure 3B. 


3.3.2 200 kHz to 50 MHz. For measurements in this range, use the Model 
8553B Tuning Section and the GCP-5130A Probe. 


Narrowband Interference 
Measurement | Frequency Range Center Log Ref 
i 200 kHz 2 MHz 3 kHz 200 kHz/Div 1 MHz 80 dBuV 
2 5 MHz* | 50 MHz 30 kHz 5 MHz/Div 25 MHz 80 dBuV 
Broadband Interference 
Measurement | Frequency Range Center Log Ref 
al 200 kHz 2 MHz 30 kHz | 200 kHz/Div 1 MHz 80 dBuV 
Ds 5 MHz* | 50 MHz 100 kHz 5 MHz/Div 25 MHz 80 dBuV 


*Measure from 2 MHz 
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BROADBAND 


dBuV/MHz 
NARROWBAND | MEASUREMENT 
dBuV 1 2 
80 107 97 
70 97 87 
60 87 iit 
50 77 67 
40 67 oe) 
30 57 47 
20 47 37 
/ 10 37 27 
y 
// 
-4 -3 -2 =| (ENMIER 4 2 S 4 
4 FREQUENCY ' 
enn fmax 
Figure 3C. 


3.4 Calibrating and Marking Display 


£4 Example Only Sea EN URE Tet 
MIL-STD-461 Limits Gurrent Probe Signal = Spec Limit + 


Transfer Impedance Transfer Impedance 


Narrowband Broadband (dBQ) Narrowband Broadband 
(dBuA) (dBuA/MHz) (dBuV) (dBuV/MHz) 
50 124 50 124 


Frequency 


20 kHz 
30 kHz 
50 kHz 
100 kHz 
150 kHz 
200 kHz 


200 kHz 
300 kHz 
500 kHz 
1 MHz 

2 MHz 
10 MHz 
50 MHz 


Ses S&S Se S&S S&S ©& 
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130 


120 i ae 
110 
100 
i 
od nee 
Ht 
80 
r Hy 
Sa - - oe i + 
70 |! m0 8 
BED OBETICIIL | is 
a8 0 00 RH LL 
. BROADBAND LIMIT (dBuV/MHz) 
1 \ TT : { Hi 
50 HE Pett ADD TO GET! L 
fi PTR BROADBAND SPEC LIMIT (dBuA/MHz) 
H + " Td 
40 - petet 
t Het +- H+ 
30 KEE NLT Hath NARROWBAND LIMIT (dBuV) 
! ADD T! Th aaa 
i i anon 
2 ! NARROWBAND SPEC LIMIT (dBuA) 
10 u CURRENT PROBE TRANSFER FUNCTION (BQ 
20 kHz 100 kHz 1 MHz 10 MHz 50 MHz 
FREQUENCY (Hz) 
Figure 3D. 


Add transfer impedance (in dB&2) of your current probe to MIL-STD specifi- 
cation limits in dBuA/MHz (broadband) to obtain spectrum analyzer in- 
put signals in dBuV and dBuV/MHz. See table and curves above. 


Then, copy the values obtained onto the spectrum analyzer display. See the 
following examples. 
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EXAMPLES 
20 kHz to 200 kHz 


NARROWBAND| BROADBAND 
dByV dBuV/MHz 
80 127 
70 117 
60 107 
50 97 
(i 
oO 
G 40 87 
dB 
30 77 
20 67 
10 57 
-4 -3 =2 -1 CENTER 1 2 3 4 
0 Hz FREQUENCY 200 kHz 
METHOD CEO3 
Figure 3E. 


Calibration of narrowband signal level due to setting controls as in Section 3.3.1. 


Broadband signal level calibration is obtained by subtracting Bandwidth Figure B from the dBuV 
calibration. 


Example: +30 dBuV = (-47 dB MHz) = 77 dBuV/MHz 


200 kHz to 2 MHz 


NARROWBAND | BROADBAND 
dBuv dBuV/MHz 
80 107 


70 97 


60 87 


50 77 


40 67 


30 57 


20 47 


10 37 


-4 -3 -2 -1 CENTER 1 2 3 4 
0 Hz FREQUENCY 2 MHz 
METHOD CE03 
Figure 3F. 


NOTE: The exact labeling of the broadband scale depends on the actual bandwidth of your analyzer 
and should be measured beforehand. 


2 MHz to 50 MHz 
NARROWBAND| BROADBAND 
dBuVv dBuV/MHz 
80 97 
70 87 
60 77 
BROADBAND oe os 
L oles : 
| © 40 57 
n|4 G 
NARROWBAND ae 
30 47 
20 37 
4, 0 27 
y 
4 
Lana 23 4 CENTER A DO isa hed 
0 Hz FREQUENCY 50 MHz 
METHOD CE03 
Figure 3G. 


Narrowband and broadband limits are copied from table or curves. 
Label frequency scale as shown in Section 3.3. 
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Specification limits, frequencies, and method number may be market dir- 
ectly on CRT or an overlay may be used. A photo of the spectrum will then 
contain all information. 


3.5 Frequency Calibration 


Set all controls as shown in step 3.38. For the 20 kHz to 200 kHz range, 
remove the input to the spectrum analyzer and adjust the ZERO ADJ to 
bring the LO feedthrough signal to the left edge of the CRT. 


For the 200 kHz to 50 MHz frequency range, use the FREQUENCY control 
to bring the LO feedthrough signal to the left edge of the CRT. 


3.6 Precautions 


Before connecting the input cable, set the step attenuator to 60 dB. Scan 
the full frequency range (either O—200 kHz for the low frequency analyzer 
or 0—100 MHz for the higher frequency analyzer) on the spectrum analyzer. 
Remove attenuation in 10 dB steps while observing the display. Continue to 
remove attenuation until some signals do not behave linearly (i.e., they do not 
go up in 10 dB steps) or until 0 dB is reached. Use the least amount of 
attenuation which allows linear behavior while making the measurement. (Be 
sure to account for the attenuator setting in calculating the signal level.) 


3.7 Signal Identification 


INITIAL DISPLAY 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 


SET SWEEP 


STEP CCW 


-_— 
- 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 

EP CW 
(ADD 10 dB) 


\ y 
(NARROW BAND! [BROADBAND 
SPURIOUS 
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4. METHOD CE04 CONDUCTED EMISSION, 
20 kHz TO 50 MHz, CONTROL AND SIGNAL LEADS 


The objective of this method is to determine the interference conducted on 
control and signal leads to the test device over the specified frequency range. 


4.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer Tuning Section, Model 8553B 

Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Current Probe, Genistron Model GCP-5120, or equivalent 

Current Probe, Genistron Model GCP-5130A, or equivalent 
Current Probe Amplifier, Genistron Model GF-8470, or equivalent 
Ten Microfarad Feedthrough Capacitors 

Step Attenuator, Model 355D 


4.2 Test Setup 


AC PHASE 2 


AC PHASE 1 


ee 


Nae 


POWER CABLE 


GROUND PLANE 
POWER CABLE 
TEST SAMPLE 


TEST SAMPLE 
LOADS 


Lars « 
an 


SPECTRUM 
ANALYZER 


50 OHM SHIELDED 
CABLE 


POWER LEAD REMOVED 
FROM CABLE 
INTERCONNECTING 
CURRENT PROBE CABLES 


Figure 4A. Typical probe test setup for conducted measurement of interconnecting cables. 


4.3 Control Settings and CRT Calibration 


4.3.1 20 kHz to 200 kHz. For measurements in this range, use the Model 
8556A Tuning Section and the GCP-5120 Probe. 


Narrowband Interference 


Frequency Range..... fmin = 20 kHz/fmax = 200 kHz 
Band width 2. 3. ee or eee er 300 Hz 
Scan, Width eee oe eee 20 kHz/Div (O—10f mode) 
Input: Leveles oo) eck ate bed ea eee -40 dBV 
Log-Ret Levels isi). a aa ee oe 80 dBuV 
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Broadband Interference 


Frequency Range..... fmin = 20 kHz/fmax = 200 kHz 
SaOWIG Lite Ceti maar Ewe Oc ae eee 300 Hz 
SCARY ICLCL am, ecter. cesee nce ee 20 kHz/Div (O—10f mode) 
PTY Ue Vel Meron pe MeN eet Pi cles ee 2 Ss -40 dBV 
LO Patvetelee Ve lower re eo tte tits ete css ec teers 80 dBuV 
NARROWBAND | BROADBAND 
dBuV dBuV/MHz 
80 127 


70 117 


60 107 


50 97 


40 87 


30 77 


20 67 


10 57 


-4 =3 =? -1 CENTER 1 2 3 4 

4 FREQUENCY 

fmin fmax 
Figure 4B. 


4.3.2 200 kHz to 50 MHz. For measurements in this range, use the Model 
8553B Tuning Section and the GCP-5130A Probe. 


Narrowband Interference 
Measurement | Frequency Range Center Log Ref 
Bandwidth Width 
a Level 
1 200 kHz | 2MHz 3 kHz 200 kHz/Div 1 MHz | 80 dBuV 
2 5 MHz* | 50 MHz 30 kHz 5 MHz/Div 25 MHz | 80 dBuV 
Broadband Interference 
Measurement Center Log Ref 
B idth Wi 
i 200 kHz | 2 MHz 30 kHz | 200 kHz/Div 1 MHz | 80 dBuV 
Z 5 MHz* | 50 MHz | 100 kHz 5 MHz/Div 25 MHz_ | 80 dBuV 


*Measure from 2 MHz 
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BROADBAND 


dBuV/MHz 
NARROWBAND | MEASUREMENT 
dBuV 1 2 
80 107 97 
LOG | REF 

70 97 87 

60 87 TT) 

50 Wil 67 

40 67 57 

dB 

30 57 47 

20 47 37 

10 ey/ 27 

-1 CENTER 
FREQUENCY 


Figure 4C. 


4.4 Calibrating and Marking Display 


Spectrum Analyzer Input 
Current Probe Signal = Spec Limit + 
Transfer Impedance Transfer Impedance 


Narrowband Broadband (dBQ2) Narrowband Broadband 
(dBuA) (dBuA/MHz) (dBuV) (dBuV/MHz) 


Example Only 
MIL-STD-461 Limits 


Frequency 


20 kHz 
30 kHz 
50 kHz 
100 kHz 
150 kHz 
200 kHz 
200 kHz 
300 kHz 
500 kHz 
1 MHz 

2 MHz 
10 MHz 
50 MHz 


add to get 


add to get 
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$5853 86885 S565 Sess SSSS2= 
SSS5SSSSSSGSsSalSeSllls= 
S25 


10 MHz 


CURRENT PROBE TRANSFER FUNCTION (dBQ) } 1-4 
ae 


TO WANN VG NN ALAN FL NH a 


1 RBA ATO OH 
an need Bit 


{ 
pare 
ane | 
i a t 
| walter }? 
ise ff HHH 
Bile a ft | 


bite tetresen 
525222".9522255: Bo 


1 MHz 


FREQUENCY (Hz) 


Figure 4D. 
33 


100 kHz 


cation limits in dBuA (narrowband) and in dBuA/MHz (broadband) to 
obtain spectrum analyzer input signals in dBuV and dBuV/MHz. See table 


and curves above. 
Then, copy the values obtained onto the spectrum analyzer display. See the 


Add transfer impedance (in dB{&2) of your current probe to MIL-STD specifi- 
following examples. 


EXAMPLES 


20 kHz to 200 kHz 


NARROWBAND | BROADBAND 


dBuV dByV/MHz 
80 127 
70 117 
60 107 
50 97 
40 87 
30 77 
20 67 
10 $7 


4 ~3 -2 -1 CENTER 1 2 3 4 
OHz FREQUENCY 200 kHz 
METHOD CE03 
Figure 4E. 


Calibration of narrowband signal level due to setting controls as in Section 4.3.1. 


Broadband signal level calibration is obtained by subtracting Bandwidth Figure B from the dBuV 
calibration. 


Example: +30 dBuV - (47 dBMHz) = 77 dBuV/MHz 
200 kHz to 2 MHz 


NARROWBAND | BROADBAND 
dBuVv dBuV/MHz 


80 107 
i LOG | REF 
5 | 8 97 
| : ea 
é + roe 87 
i | 
z 50 77 
iE NARROWBAND | i 
i : g 40 67 
N 
| dB 
+} 30 57 
: 
| 20 47 
| eve 37 
Shi Rows ee. WeR GENER! A Se caren ia 
Be FREQUENCY 2 MHz 
METHOD CE03 
Figure 4F. 


NOTE: The exact labeling of the broadband scale depends on the actual bandwidth of your analyzer 
and should be measured beforehand. 


NARROWBAND | BROADBAND 
dByuVv dBuV/MHz 
80 Gye 
70 87 
60 77 
BROADBAND Be Be 
ie 
oO 
ce C 
NARROWBAND dB 
30 47 
20 37 
10 27 
24 O28) 40)) 21) (CENTER! 4 2 3 4 
0 Hz FREQUENCY 50 MHz 
METHOD CE03 
Figure 4G. 


Narrowband and broadband limits are copied from table or curves. 


Label frequency scale as shown in Section 4.3. 
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Specification limits, frequencies, and method number may be marked direct- 
ly on CRT or an overlay may be used. A photo of the spectrum will then 
contain all information. 


4.5 Frequency Calibration 


Set all controls as shown in step 4.3. For the 20 kHz to 200 kHz range, 
remove the input to the spectrum analyzer and adjust the ZERO ADJ to 
bring the LO feedthrough signal to the left edge of the CRT. 


For the 200 kHz to 50 MHz frequency range, use the FREQUENCY control 
to bring the LO feedthrough signal to the left edge of the CRT. 


4.6 Precautions 


Before making any measurements, set the step attenuator to 60 dB. Scan 
the full frequency range (either 0O—200 kHz for the low frequency analyzer 
or 0—100 MHz for the higher frequency analyzer) on the spectrum analyzer. 
Remove attenuation in 10 dB steps while observing the display. Continue 
to remove attenuation until some signals do not behave linearly (i.e., they 
do not increase in 10 dB steps) or until 0 dB is reached. Use the least amount 
of attenuation which allows linear behavior while making the measurement. 
(Be sure to account for the attenuator setting in calculating the signal level.) 


4.7. Signal Identification 


INITIAL DISPLAY 


= 
LIN 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 


SET SWEEP 
TIME CON 
TROL ONE 
STEP CCW 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


i] 
[NARROW BAND) \ (BROADBAND) 
SPURIOUS 
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5. METHOD CE06, CONDUCTED EMISSION, 
10 kHz TO 12.4 GHz, ANTENNA TERMINAL 


The objective of this method is to measure the conducted interference ap- 
pearing at the antenna terminals on receivers and transmitters in key-up and 
key-down conditions, RF amplifiers, and other devices intended to be con- 
nected to an antenna. 


5.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8555A 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 
Automatic Preselector, Model 8445A 

Step Attenuator, Model 354A 

Amplifier, Model 8447A 

Rejection Network for Fundamental Frequency 
Attenuator 

Directional Coupler* 

Dummy Load* 


*Dependent on test setup required. 


5.2 Test Setup 


REJECTION STEP SPECTRUM 
ATTENUATOR NETWORK ATTENUATOR ANALYZER 


TEST 
SAMPLE COUPLER 


STEP SPECTRUM 
ATTENUATOR ANALYZER 
(peat. seer pane al 
| _ SHIELDED ENCLOSURE, ANECHOIC 


ATTENUATOR 
EQUIPMENT ae 
ANTENNA CHAMBER, OR OPEN AREA. 


COUPLER 
panera alge | 
REJECTION Siler SPECTRUM 
ales bess NETWORK ATTENUATOR ANALYZER 
Figure 5A. Test setups for Method CEO6. See MIL-STD 462 for individual require- 


NOTE: AVERAGE POWER TO SPECTRUM ANALYZER AT fy 
MUST NOT EXCEED -40 dBm. 

ments. (When the amplifier is used, it will be inserted between the step attenuator 
and the spectrum analyzer.) 


TEST 
SAMPLE 
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5.3 Control Settings and CRT Calibration 


5.3.1 10 kHz to 100 MHz. For measurements in this range, use the Model 
8553B Tuning Section and the Model 8447A Amplifier (key-up only). 


Measurement | Frequency Range Center 
Bandwidth | Scan Width 


10 kHz 10 kHz/Div 50 kHz | 80 dBuV 

1 MHz 30 kHz | 100 kHz/Div| 500kHz | 80 dBuV 
10 MHz} 100 kHz 1 MHz/Div 5 MHz | 80 dBuV 
100 MHz | 100 kHz | 10 MHz/Div | 50MHz | 80 dBuV 


*In the key-down mode, the Log Ref Level depends on the transmitter under test and the atten- 
uator or coupler used. It should be set about 40 dB higher than the specification limit. As an 
example, if the output power of the transmitter is +10 dBW and a 30 dB attenuator is used, then 
—20 dBW will appear at the rejection network. The specification limit is -60 dBW for spurious 
outputs from the transmitter or —90 dBW at the rejection network (since spurious responses will 
also be attenuated by the 30 dB attenuator). This amounts to —60 dBm or +47 dBuV at the 
spectrum analyzer. Therefore, the Log Ref Level would be set to about 80 dBuV. 


1 Should use the Model 8556A Tuning Section. 


BROADBAND 
dBuV/MHz 
NARROWBAND | MEASUREMENT NO. 
dBuv 1 2 Bay Ll 
60 97 87 i) 
50 87 Wii 67 
40 Vif 67 57 
30 67 By/ 47 
[lL 
5 0 
| G 20 57 47 37 
iM dB 
10 47 37 27 
0 37 27 iW, 
10 27 17 7 
/ 
-4 -3 -2 -1 CENTER 1 2 $3 4 
4 FREQUENCY f 
erin fimax 


NOTE: THE CRT SCALE ACCOUNTS FOR 
THE 20 dB GAIN OF THE AMPLIFIER. 


Figure 5B. 


37 


5.3.2. 100 MHz to 12.4 GHz. For measurements in this range, the Model 
8555A Tuning Section and 8445A Automatic Preselector should be used. 


M t Frequency Range F t Reta. 
easuremen requency Bandwidth Scan Width Center Log Re 
Number Band Frequency Level 


0 Hz 2:GHz* 0.01—2.05 100 kHz 200 MHz/Div 1 GHz 60 dBuV 
1.5 GHz 3.0 GHz** | 1.5—3.55 100 kHz 200 MHz/Div 2.5 GHz 60 dBuV 
3.5 GHz 4.5 GHz 2.6—4.65 100 kHz 100 MHz/Div 4.0 GHz 60 dBuV 
4.5 GHz 6.5 GHz 4.13—10.25 100 kHz 200 MHz/Div 5.5 GHz 60 dBuV 
6.5 GHz 8.5 GHz 6.17—10.25 100 kHz 200 MHz/Div 7.5 GHz 60 dBuV 
8.5 GHz | 10.5 GHz 8.23—-14.35 100 kHz 200 MHz/Div 9.5 GHz 60 dBuV 

10.5 GHz |} 12.5 GHz 8.23-14.35 100 kHz 200 MHz/Div | 11.5 GHz 60 dBuV 


| 


*Measure from 100 MHz to 1.8 GHz 
*“*Measure from 1.8 GHz 
***See note in Section §$.3.1. 


NARROWBAND | BROADBAND 


dBuVv dBuV/MHz 
60 77 
50 67 
40 57 
30 47 
20 37 
10 27 
0 17/ 
10 7 
/, 
; 
7 
4 -4 = =? -1 CENTER 1 2 3 4 f 
FREQUENCY 
eatin f max 
Figure 5C. 


5.4 Calibrating and Marking Display 


5.4.1 Key-Down Mode. To obtain specification limit for CRT calibration, 
proceed as follows: 


1. Determine the peak output power of the transmitter under test. 
2. Read the specification limit from MIL-STD-461A. 

3. Subtract the attenuation of attenuator or directional coupler. 
4. Add 137 dB to convert to dBuV from dBW. 


Example 


1. 30 dBW transmitter to be tested. 

2. Specification limit from MIL-STD-461A = -—60 dBW 
3. 380 dB coupler used gives —90 dBW limit at output. 
4 


—90 dBW +137 dB = +47 dBuV limit on spectrum analyzer 
(+90 dBuV Log Ref Level would then be used to give convenient display.) 
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-4 -3 —2 -1 CENTER 1 2 3 4 


FREQUENCY 
10 kH 
METHOD CE06 AOD ie 


Figure 5D. 


All other frequency ranges will be similar. 


5.4.2 Key-Up Mode and Receivers. The specification limit is +834 dBuV for 
narrowband emissions and +40 dBuV/MHz for broadband emissions. There- 
fore, the limits can be readily marked on the CRT using the scales given in 
Section 5.3. 


For example, Measurement J] in Section 5.3.1 would yield the scale markings 
shown below. 


NARROWBAND | BROADBAND 


dBuV dBuV/MHz 
60 97 
50 87 
40 77 
NARROWBAND 
30 67 
20 57 
10 47 
0 37 
-10 27 


-4 =3 -2 -1 CENTER 1 2 3 4 


FREQUENCY 100 kHz 
METHOD CE06 


10 kHz 


Figure 5E. 
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Specification limits, frequency, and method number may be marked directly 
on CRT or an overlay may be used. A photo of the spectrum will then 
contain all information. 


5.5 Frequency Calibration 


5.5.1 10 kHz - 100 MHz. Set all controls as shown in Section 5.3.1. Adjust 
frequency control or Fine Tune to bring the LO feedthrough signal to the 
left edge of the CRT. 


5.5.2 100 MHz - 12.4 GHz. Set all controls as shown in Section 5.3.2. For 
measurement 1, adjust the Frequency control to bring the LO feedthrough 
signal to the left edge of the CRT. For all other measurements, use the 
frequency settings given in the chart. 


5.6 Precautions 


Before making any measurements, set the step attenuator to 60 dB. Use the 
preset scan mode on the spectrum analyzer (either O—100 MHz or FULL 
SCAN, depending on the tuning section in use). Remove attenuation in 
10 dB steps while observing the display. Continue to remove attenuation 
until some signals do not behave linearly (i.e., they do not increase in 10 dB 
steps) or until O dB is reached. Use the least amount of attenuation which 
allows linear behavior while making the measurement. (Be sure to account 
for the attenuator setting in calculating the signal level.) 


5.7 Signal Identification 


5.7.1 10 kHz — 100 MHz 


INITIAL DISPLAY 


LIN 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 


SET SWEEP 


STEP CCW 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 


(ADD 10 dB) 


Y 
[NARROW BAND! BROADBAND] 
SPURIOUS 


5.7.2 100 MHz — 12.4 GHz 


INITIAL DISPLAY 


max 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 
SET SWEEP 
TIME CON. 
TROL ONE 
STEP CCW 
max 
DOES SIGNAL ‘ 
AMPLITUDE DECREASE NO Yes NO 


BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


max 


Eu a8 IS BAND SCALE No YES NO 


i 0 INCORRECT? 


IDENTIFY SIGNAL 

WITH SIGNAL IDENTIFIER 
(ONE SIGNAL AT A 
TIME) 


i] ‘ 
[NARROW BAND | BROADBAND 
SPURIOUS 
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6. METHOD CS0O1, CONDUCTED SUSCEPTIBILITY, 
30 Hz TO 50 kHz, POWER LEAD 


The objective of this method is to determine the susceptibility of the test 
device to electromagnetic energy injected on its power leads over the speci- 
fied frequency range. 


6.1. Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Oscillator, Model 200CD 

Rejection Network, Solar Model 7021-1, or equivalent 
Isolation Transformer 

Amplifier, Solar Model 6552-1A, or equivalent 


6.2 Test Setup 


POWER 
SOURCE 


REJECTION 
NETWORK 
ISOLATION 
TRANSFORMER 


OSCILLATOR 
& 
POWER AMP 


Figure 6A. Test setup for Method CSO1. (NOTE: Spectrum analyzer to be used 
unterminated as a high impedance voltmeter.) 


6.3 Control Settings and CRT Calibration 


The spectrum analyzer will be used as a monitor of the signal level to the 
test sample. The input should be isolated from the line frequency by a 
suitable rejection network. 


Since individual requirements will vary, the following control settings will be 
given as a guide only. These settings will give a full screen indication with a 
10 volt input signal level. 


Scan WAC Ch teoe kes ce ee eee ee nt ee O—10f 
Per Division yee 20 Hz (30 Hz — 200 Hz range) 
200 Hz (200 Hz — 2 kHz range) 

2 kHz (2 kHz — 20 kHz range) 

Band widthes oes 10 Hz (30 Hz — 200 Hz range) 
30 Hz (200 Hz — 2 kHz range) 

300 Hz (2 kHz — 20 kHz range) 


Input; Levelt eat ote oe ee. eee eer -10 dBV 
Log Ref Level 
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INPUT 
VOLTAGE 


10V 


-4 5 Sy) -1 CENTER 1 2 3 4 
ioe FREQUENCY ates 
Figure 6B. 


6.4 Calibrating and Marking Display 


A chart similar to Figure 17 of MIL-STD-461A should be drawn with the 
appropriate values for the test sample. Then, as the oscillator is tuned to each 
frequency, the level should be set to that given by the chart. 


Alternately, they may be transcribed to the CRT graticule for the frequency 
range of interest. 


EXAMPLE: 
Assume a supply voltage of 30V to the test sample. 
eal a GUA FOEd4 GREY It ROSETTA LT al eee ocean 4 + f+ aa aaa tena FAH Oa 
Sma nena HUE 1 rT Sort as rear Beer et 
3V ia ft ins -— - Si Fess GAs es 
Ht ss = HPS ealaeel 
roma BSRTLTH 5 ies ese SANIT i SRG SESI OT 
pewafantt nth area patties i Se ae 
ey yueaa Aes HATH sal Bene anuunl leet = pauee bead 
papas +t SENGLS ele at | , ial es 
+++ } { } 1} re t! ts Sf il 
a san ETa i tf bie Ht Th: tL i stht 
ve an eee f Ht = : 
et ital eeeeet eerie cee a ieee aL 
+ i : 4 aspen oe 5 ! 
i nearer aaa i : 1H 
ii Tacs os . Ha + 
- Mh wT cB Far ba "| yt \ t t i * Tn ll ttt Bla > + 
10 Hz 100 Hz 1 kHz 10 kHz 100 kHz 


Figure 6C. Chart of injected voltages for 30V supply 


From this chart we can now draw the levels directly on the CRT. In this way, it is only necessary to 
adjust the level to the resulting line for each frequency. 
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INPUT 
VOLTAGE 


10V 


4 -3 -2 -1 CENTER 1 2 3 4 
0 Hz FREQUENCY 200 Hz 
METHOD CSO1 
Figure 6D. 


Ac beg) eet CENTER. 4 2S ek 
200 Hz FREQUENCY 2 kHz 
METHOD CS01 
Figure 6E. 
INPUT 
VOLTAGE 
10V 
LOG | REF 
7 ii i 139 3V 
SET LEVEL 
6 oe ay ene! 
5 ma ia + = Os 
L L 
1 2 ov 
n {4 -40| G 
dB 
3 ao T = 30 mV 
3 +. 
3 60) 10 mV. 
7 + Fey amv 
; 
y 
Sh OE ag 0 a CENTERS 4 234 
2kHz FREQUENCY 20 kHz 
METHOD CS01 
Figure 6F. 


These figures are examples only. 


6.5 Frequency Calibration 


Set all controls as shown in Section 6.3. With no input to the spectrum 
analyzer, adjust the ZERO ADJ to bring the LO feedthrough signal to the 
left edge of the CRT. 


6.6 Precautions 


Before making any measurements, begin with the oscillator set to low power, 
and increase its level to the desired output. This will prevent inadvertant 
overload of the spectrum analyzer input. 


6.7 Signal Identification 
Does not apply. 
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7. METHOD CS02, CONDUCTED SUSCEPTIBILITY, 
50 kHz TO 400 MHz, POWER LEADS 


The objective of this method is to determine if the test sample is susceptible 
to electromagnetic energy injected on its power leads. 


7.1. Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 

Spectrum Analyzer Tuning Section, Model 8554B 

Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Oscillator, Model 651B 

Signal Generator, Model 608E 

Amplifier, Instruments for Industry Model M5000L, or equivalent 
Attenuator, 30 dB Model 8491A Option 30 

Coupling Capacitor, Solar Model 7011-1, or equivalent 


SIGNAL 
SOURCE 


7.2 Test Setup 


SPECTRUM 
ANALYZER 


ATTENUATOR (30 dB) 
TEST 
SAMPLE 


Figure 7A. 


O 
POWER 
SOURCE 0 


eeevereene DC path 


7.3 Control Settings and CRT Calibration 


7.3.1 50 kHz to 50 MHz. The model 8553B Tuning Section should be 
used for measurements in this range. 


Measurement | Frequency Range Serer Tay ht ESRATTTETE Center | Log Ref* 
Number | fmin | fmax | i rded ie Frequency Level 


L 50 kHz | 500 kHz 10 kHz 50 kHz/Div | 250 kHz | 110 dBuV 
2 500 kHz 10 kHz | 500 kHz/Div| 2.5 MHz | 110 dBuV 
3 5 MHz 100 kHz 5 MHz/Div 25 MHz | 110 dBuV 


*Input attenuation >10 dB 
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SIGNAL SOURCE 
VOLTAGE LEVEL, dBuV 


140 


130 


120 


110 


100 


90 


80 


70 


} 
If 
=4.) 23a c2 SS ISCENTER 2 3 4 
4 FREQUENCY t 
learn fmax 
Figure 7B. 


NOTE: This figure takes into account the 30 dB attenuator (model 8491A) 
at the input to the spectrum analyzer. 


7.3.2. 50 MHz to 400 MHz. The Model 8554B Tuning Section is used for 
this measurement range. 


Calls WiC tii nessun eee aes 50 MHz/Div 
Center Frequency ....... 250 MHz 
Band Wid Ulster ree rete 300 kHz 
Log: Refilevelac. 2 a. 110 dBuV 
InpuGrAttenuatorien 2 eee eee 20 dB 


SIGNAL SOURCE 
VOLTAGE LEVEL, dByuV 
140 


130 


120 


110 


100 


iq) ie 


90 


80 


70 


-4 -3 -2 -1 CENTER 1 Z 3 4 
50 MHz FREQUENCY 


Figure 7C. 


NOTE: This figure takes into account the 30 dB attenuator (Model 8491A) 
at the input to the spectrum analyzer. 
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7.4 Calibrating and Marking Display 


The signal source is to be adjusted for an output of 7 volts rms. This is 
+137 dBuV. Therefore, the display may be marked with a horizontal line 
3 dB from the top as a reference. 


SIGNAL SOURCE 
VOLTAGE LEVEL, dBuV 


140 


-4 -3 =2 =) CENTERS 1 2 3 4 


ae FREQUENCY SP 
z 
S METHOD CS02 


EXAMPLE: MEASUREMENT NUMBER ONE. 


Figure 7D. 


7.5 Frequency Calibration 
In each case, the FREQUENCY or FINE TUNE controls should be used to 


set the LO feedthrough signal to the left edge of the CRT. 
7.6 Precautions 


Be sure to set 210 dB input attenuation on the spectrum analyzer. Also, 
approach each power level setting from the low power side to avoid inad- 
vertant overload of the spectrum analyzer. 


7.7 Signal Identification 
Not applicable. 
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8. METHOD REO1, RADIATED EMISSION, 
30 Hz TO 30 kHz, MAGNETIC FIELD 


The objective of this method is to measure the magnetic field radiated from 
electrical and electro-mechanical equipment. 


8.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Loop Sensor, as described in MIL-STD-461 


8.2 Test Setup 


ae Hay 
SPECTRUM 
ANALYZER TEST SAMPLE 


LOOP SENSOR 


Figure 8A. 


8.3 Control Settings and CRT Calibration 


Measurement | Frequency Range pee Scan Width Input | Log Ref 
Number (O—10f mode) Level Level 
1 


20 Hz/Div -60 dBV | 60 dBuV 
2 200 Hz/Div -60 dBV | 60 dBuV 
3 SIKH Za 0 kHz/Div -60 dBV | 60 dBuV 


*Measure only from 30 Hz 
**Measure from 2 kHz to 30 kHz 
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-4 -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
fin fimax 
Figure 8B. 


8.4 Calibrating and Marking Display 


Spectrum Analyzer Input 
Signal = Specification 
Limit + Correction Factor 
(dBuV) 


MIL-STD-461 Loop Correction 
Frequency Limits Factor 
(dBpT) (dBpT/uV) 


| ee ies. to get 
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i if } 
130 
Coe : 
120 eee 
i N HH AN EDA HH i 
110 Eu 
It tt 1h +} 
SUBTRACT Ht ‘int 
100 F- Wsdhitant Mt 
il a 
ah 00 000 or 
cel | ICCCe eee a CH 
Coot ‘i VT 
HH ith { tea fal 
ou ++ + Hy 1 i tt He 
teh PES mmmma nea qtveydnrvqiti HH 
oe COC nT i 
LOOP CORRECTION | HH 
aE 7. ae fh Mi FACTOR (dBpT/uV) ala Trt 
| mu tT] if Ton T ryt 1 
T i co t unt 
60 | | if 4 ne tI | I | t 
au TH aa aL | SPEC LIMIT Aw 
Sma HRSG RAL RE f (dBpT) - th 
0 Fit EPS en meseaan 
| Hl tl | ial iat TT aa HY 
aeue t SPEC pl it Hl +4 Hh mie file 
49 Fo Hi LIMIT (dB) LT 
a | 4 - i i 7 | 
fella il Hi T 
5 man Hi i a Ht sunt t HH 
- CO i 
HOA HAE 
a ne ahi iT | 
20 bot ! 
ia tt} bey HH i ala ah 
ieee Hy 0 
10 
10 100 1k 10k 


FREQUENCY (Hz) 


Figure 8C. 


Subtract loop correction factor in dBpT/uV from MIL-STD specification 
limits in dBpT to obtain spectrum analyzer input levels in dBuV. See table 
and curves above. 


Copy the values onto the spectrum analyzer display. (See the following exam- 
ples). 
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EXAMPLES 


Measurement 1 


-4 { eye ae ~1 CENTER 1 2 3 4 
aus FREQUENCY AAR 
METHOD REO1 
Figure 8D. 


CRT calibration is obtained from control settings in Section 8.3. Specification limit is copied from 
preceding figure. 


Measurement 2 


a 
SPEC LIM 


4 =3 =2 -1 CENTER 1 a 3 4 
FREQUENCY 2 kHz 


200 Hz METHOD REO1 


Figure 8E. 


Measurement 3 


$ -4 -3  -2  -1 CENTER 1 Pr aks 4 
2 kHz FREQUENCY 50 kHz 


METHOD REO1 


Figure 8F. 


d1 


8.5 Frequency Calibration 


Set all controls as shown in Section 8.3. With no input to the spectrum 
analyzer, adjust the ZERO ADJ to bring the LO feedthrough signal to the 
left edge of the CRT. 


8.6 Precautions 


Before making any measurements, set the Input Level control to -10 dBV 
and scan the 0—200 kHz frequency range to insure that no strong signals 
are present which will overload the spectrum analyzer. 


Change the Input Level setting in 10 dB steps until the -60dBV is reached. 
If any signal goes off screen, it is an emission above the specification limit. 


8.7 Signal Identification 


As the Input Level is stepped in Section 8.6, observe the signal levels on the 
CRT. If any signals change by more than 10 dB per step, they are spurious 
signals. (Any signal which is within specification will not cause spurious 
responses. ) 
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9. METHOD REO2, RADIATED EMISSION, 
14 kHz TO 10 GHz, ELECTRIC FIELD 


The objective of this method is to measure the radiated electric field emis- 
sions from the test sample. 


9.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8555A 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 
Automatic Preselector, Model 8445A 

Step Attenuator, Model 354A 

Rod Antenna, Singer Model 95010-1, or equivalent 
Biconical Antenna, EMCO Model 3104, or equivalent 
Log Spiral Antenna, EMCO Model 3101, or equivalent 
Log Spiral Antenna, EMCO Model 3102, or equivalent 
Amplifier, Model 8447D 

Amplifier, Watkins-Johnson Model 6621, or equivalent 
Amplifier, Watkins-Johnson Model 5300, or equivalent 
Amplifier, Watkins-Johnson Model 5310, or equivalent 
10 uFD Feedthrough Capacitor 


9.2 Test Setup 


REA OF 
MAXIMUM RADIATION 
TEST SAMPLE 


______ TO POWER 10 uf FEED THROUGH 
SOURCE \_, CAPACITORS (BOND 
%\ “y-7ATO GROUND PLANE) 


GROUND PLANE 


AT LEAST 2 METERS — = 


cele 


SS TEST ANTENNA 
DS aSTEP ONE METER FROM 
ATTENUATOR TEST SAMP 
SPECTRUM Da LE 
ANALYZER | \ 


NOTE: WHEN AMPLIFIERS ARE USED THEY WILL BE CONNECTED 
DIRECTLY TO SPECTRUM ANALYZER INPUT, i.e., AFTER STEP ATT- 


= 


ENUATOR AND PRESELECTOR IN THE INPUT SIGNAL PATH. 


Figure 9A. Typical test setup for radiated measurements. 
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9.3 Control Settings and CRT Calibration 


9.3.1 14 kHz to 20 MHz. In this frequency range, use the following equip- 
ment: Model 85538B Tuning Section and Model 95010-1 Antenna. 


Measurement | Frequency Range Bandwidihele Sean width Center Log Ref 
wi i 
i! 


10 kHz*} 100 kHz 3 kHz 10 kHz/Div 50 kHz | 90 dBuV 
2 100 kHz 30 kHz | 100 kHz/Div | 500kHz | 90 dBuV 
3 Pa ils Was 100 kHz 2 MHz/Div 10 MHz | 90 dBuV 


*Measure from 14 kHz 
**Measure from 1 MHz 
BROADBAND 
dBuV/MHz 
NARROWBAND | MEASUREMENT 
dBuV 1 2 3 
90 137 197" 107 
80 AZT ee OTIEES7 
70 117 97, 87 
60 107 Ge? Ti, 
50 97 TH 67 
40 87 67 57 
30 77 57 47 
/ 20 67 47 37 
; 
i 
-4 -3 -2 =1 CENTER 1 Z 3 4 
4 FREQUENCY 
fin. fax 
Figure 9B. 


9.3.2 20 MHz to 200 MHz. In this range, use the following equipment: 


Model 8555A Tuning Section 

Model 8445A Automatic Preselector 
Model 8447D Amplifier 

Model 3104 Antenna 


Bee eee cacoey Babee Bandwidth a Goan Widthaluman uuela ContReh evel 
an andwidt can lat (0) e eve 
OO 

305 | 20MHz| 200MHz| 100kHz | 20 MHz/Div | 100 MHz 90 dBuV 
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NARROWBAND | BROADBAND 
dBuV dBuV/MHz 
64 81 
54 71 
44 61 
34 51 
41 
ect anes 
14 31 
4 21 
6 11 
; 
/ 
Eanes iS? -1 CENTER 1 2 3 4 
4 FREQUENCY 
fmin fmax 


NOTE: SCALES SHOWN TAKE INTO ACCOUNT 
THE 26 dB GAIN OF THE PREAMPLIFIER. 


Figure 9C. 
9.3.3 200 MHz to 1 GHz. In this range, use the following equipment: 


Model 8555A Tuning Section 

Model 8445A Automatic Preselector 
Model 8447D Amplifier 

Model 3101 Antenna 


I SIITS > syieg hE et ere Seer Aes lege O;0 1082205 GHz 
Frequency Range..... fmin = 200 MHz/fmax = 1 GHz 
Ban Wit Utena meee ieru cE nn ar ree, Mos ety aye 100 kHz 
DCALIBVV ICU = plan Seton ee pe nc Ec eee ok Eee 100 MHz/Div 
GeritereH TeCMeCNIC Vay eget rare ore es eee deepest e 500 MHz 
Log Ref Level..... ay ES PIER eC ot UE Pe SETS BRD 90 dBuV 
NARROWBAND |} BROADBAND 
dBuVv dBuV/MHz 
64 81 
54 71 
44 61 
34 51 
L 
. 24 41 
dB 
14 31 
4 21 
-6 11 
y 
/ 
/ 
-4 -3 -2 -1 CENTER 1 2 3 4 { 
4 FREQUENCY 
fin max 


NOTE: THE SCALES SHOWN TAKE INTO ACCOUNT THE 
26 dB GAIN OF THE PREAMPLIFIER. 


Figure 9D. 
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9.3.4 1 GHz — 12.4 GHz. In this range, use the following equipment: 


Model 8555A Tuning Section 

Model 8445A Automatic Preselector 

Model 3102 Antenna 

Model 6621 Amplifier (measurements 3 and 4 only) 
Model 5300 Amplifier (measurements 5 and 6 only) 
Model 5310 Amplifier (measurement 7 only) 


M t Frequency Range Center 
easuremen Band Bandwidth | Scan Width 
Number Frequency 


0.01—2.05 100 MHz/Div 60 dBuVv 
1.50—3.55 ; 20 MHz/Div 60 dBuV 
1.50—3.55 ; 100 MHz/Div 90 dBuV 


2.60—4.65 ; 100 MHz/Div 90 dBuV 
2.07—6.15 : 200 MHz/Div 90 dBuV 
4.13—10.25 : 200 MHz/Div 90 dBuV 
Gnliea LORS 4 200 MHz/Div 90 dBuV 


*Measure from 1 GHz to 1.8 GHz only 


MEASUREMENTS 
3 THROUGH 7 
NARROWBAND | MEASUREMENT 
dBuVv 1+2 
65 60 
55 50 
45 40 
35 30 
L 
O 
g 2 20 
dB 
15 10 
5 0 
=5 - 10 


{ -4 -3 -2 =-1 CENTER 1 2 3 4 { 
FREQUENCY 


NOTE: SCALE SHOWN TAKES INTO ACCOUNT 25 dB 
GAIN IN THE TWT AMPLIFIER (MEASUREMENTS 
3 THROUGH 7 ONLY). 


Figure 9E. 
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9.4 Calibrating and Marking Display 


Spectrum Analyzer 
Input Signal — Spec Limit - 
Antenna Factor 


Broadband 
(dBuV/MHz) 


Antenna 
Factor 
(dB/m) 


. MIL-STD-461 Limits 
Frequency 


14 kHz 100 
100 kHz 90.5 
1 MHz 80 
20 MHz 66 
20 MHz 54.5 
25 MHz jae 
30 MHz OD, 
40 MHz 49 
50 MHz 49 
60 MHz 52 
70 MHz De 
80 MHz 51.5 
90 MHz 47 
100 MHz 44.5 
120 MHz Al.5 

130 MHz 42 
150 MHz 40.5 
180 MHz 36.5 
200 MHz 36 
200 MHz 29.5 
250 MHz 30f0 
300 MHz 40.5 
400 MHz 42.5 
500 MHz 43.5 
600 MHz 43.5 
800 MHz 43.5 

IAGHZ 43 

1 GHz os 
1.5 GHz es 
2.0 GHz ag 
2.0 GHz =z 
3.0 GHz ot 
4.0 GHz a 


5.0 GHz 


ee subtract _t 


to get 


subtract 
to get 
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Figure 9F. 
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Figure 9G. 


Subtract antenna factor (dB/m) of your antenna from MIL-STD limits in 
dBuV/m (narrowband) and dBuV/m/MHz (broadband) to obtain spectrum 
analyzer input signal levels in dBuV and dBuV/MHz. See table and curves 
above. Then, copy the values obtained onto the spectrum analyzer display. 
See the following examples. 
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EXAMPLES 
14 kHz to 100 kHz 


NARROWBAND | BROADBAND 
dBuV dBuV/MHz 


90 137 
80 127 
70 117 
60 107 
= 
C) 
Gg 50 97 
dB 
40 87 
30 77 
20 67 


4 -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
14 kHz METHOD REO2 100 kHz 


Figure 9H. 
Calibration of narrowband signal level due to setting controls as in section 9.3.1. 


Broadband signal level calibration is obtained by subtracting Bandwidth Figure B from the dBuV 
calibration. 


Example: +90 dBuV - (-47 dBMHz) = +137 dBuV/MHz 


100 kHz to 1 MHz , 
NARROWBAND | BROADBAND 
dBuV dBuV/MHz 
90 117 
Say 80 107 
+ - 70 97 
ts =F 60 87 
BROADBAND L 
10) 
g 50 7 
dB 
40 67 
30 57 
20 47 
4 -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
100 kHz METHOD RE02 1 MHz 


Figure 9. 


NOTE: The exact labeling of the broadband scale depends on the actual bandwidth on the actual 
bandwidth of your analyzer and should be measured beforehand. 


1 MHz to 20 MHz 


NARROWBAND | BROADBAND 
dBuV dBuV/MHz 
90 107 


97 


87 


77 


67 


57 


a 47 
RROWBAND 


37 


4 3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
1 MHz METHOD REO2 20 MHz 


Figure 9J. 


Narrowband and broadband limits are copied from table or curves. 


Label frequency scale as shown in Section 9.3. 


Specification limits, frequencies, and method number may be marked directly 
on CRT or an overlay may be used. A photo of the spectrum will then con- 
tain all information. 
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FURTHER EXAMPLES 


20 MHz to 200 MHz 


NARROWBAND | BROADBAND 
dBuVv dBuV/MHz 
64 81 


54 71 


44 61 


Sevan 3a 51 


BROADBAN 


ee 24 41 


2-r 


RROWBAND 


14 31 


4 21 


-6 11 


Aare aie D: -1 CENTER 1 2 3 4 
FREQUENCY 
20 MHz METHOD REO2 200 MHz 


Figure 9K. 
200 MHz to 1 GHz 


NARROWBAND | BROADBAND 
dByuV dBuV/MHz 
64 81 


54 71 


44 61 


34 51 


24 41 


NARROWBAND 


14 31 


4 21 


-6 11 


-4 Bee ey -1 CENTER 1 2 3 4 
FREQUENCY 
200 MHz METHOD REO2 1 GHz 
Figure 9L. 


1 GHz to 1.8 GHz 


NARROWBAND 
dBuVv 


-4 -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
1 GHz METHOD REO2 1.8 GHz 
Figure 9M. 
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FURTHER EXAMPLES 


1.8 GHz to 2 GHz 


NARROWBAND 
dBuV 


4 -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 


1.8 GHz METHOD REO2 2.0 GHZ 


Figure 9N. 


NARROWBAND 
dBuVv 
65 


55 


45 


35 


25 


15 


-4 -3 -2 -~1 CENTER 1 2 3 4 
FREQUENCY 
2.0 GHz METHOD REO2 3.0 GHz 


Figure 90. 
3 GHz to 4 GHz 


NARROWBAND 
dBuV 
65 


55 


-4 -3 -2 -~1 CENTER 1 2 3 4 
FREQUENCY 
3.0 GHz METHOD REO2 4.0 GHz 


Figure 9P. 
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FURTHER EXAMPLES 


4 GHz to 6 GHz 


NARROWBAND 
dBuV 
65 


55 


6 GHz to 8 GHz 


-1 CENTER 1 
FREQUENCY 
METHOD RE02 


Figure 90. 


-5 


6.0 GHz 


NARROWBAND 
dBuV 
65 


55 


45 


SPEC LIMIT 


6.0 GHz 


8 GHz to 10 GHz 


-1 CENTER 1 
FREQUENCY 
METHOD REO2 


Figure OR. 


NARROWBAND 
dBuv 
65 


55 


45 


35 


2=-r 


4 


ay eas : 
15 


-1 CENTER 1 
FREQUENCY 
METHOD REO2 


Figure 9S. 
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2 


10.0 GHz 


9.5 Frequency Calibration 


Set all controls as shown in step 9.8. For the 14 kHz to 1.8 GHz range, use 
the Frequency control to bring the LO feedthrough signal to the left edge 
of the CRT. For all higher frequency measurements, use the calibration of 
the spectrum analyzer dial. 


9.6 Precautions 


For each frequency range, start with the spectrum analyzer in the Full Scan 
mode and the step attenuator set to 60 dB. Decrease the attenuation in 
10 dB steps while observing the display. Continue removing attenuation until 
some signals do not behave linearly (i.e., they do not go up in 10 dB steps) 
or until O dB is reached. Use the least amount of attenuation which allows 
linear behavior while making the measurement. (Be sure to account for the 
attenuator setting when calculating the signal level.) 


NOTE: If broadband noise exists at a level near the specification limit over 
a wide bandwidth, the recommended rod antenna may become overload- 
ed. In these cases, a passive antenna and band pass filter must be used ahead 
of any RF amplification. 


9.7 Signal Identification 


9.7.1 14kHz to 20 MHz 


INITIAL DISPLAY 


= 
LIN dB 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 


SET SWEEP 
TIME CON 
TROL ONE 
STEP CCW 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


i] 
[NARROW BAND) 4 [BROADBAND] 
SPURIOUS 
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9.7.2 20 MHz to 10 GHz 


INITIAL DISPLAY 


a4 
ty) 
10 
20 
30 
fellererera| 
40 
50 
60 
» Imax 
sa LOG 
uN dBc, 
: nar 
DOES SPECTRUM NO YES 
LINE DENSITY 
10] INCREASE? 
Fy 20 
SET SWEEP 30 
TIME CON- 
TROL ONE rowen wererere| 
STEP CCW 40 
| 50 
ral 160 
4 = Imax 
- YES 
DOES SIGNAL y J 
mare AMPLITUDE DECREASE NO YES NO 
BY MORE THAN 10 dB? 
12 
1.0 
SET ATTENUATOR 8 
CONTROL ONE 
STEP CW ; 
(ADD 10 dB) 6 
4 
2 
10} max 
= ’ ’ \ 
P ee SiBANDESCALE NO Yes NO 
lias ™7}] INCORRECT? 
12 10 
1.0 20 
IDENTIFY SIGNAL 8 > 30 
WITH SIGNAL IDENTIFIER 
(ONE SIGNAL AT A Paria rarer elles 
TIME) 6 40 
4 50 
2 iy eel 
\ y 
Rouray f om ues 
0 = NARROW BAND] 1 [BROADBAND 
SPURIOUS 
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10. METHOD RE03, SPURIOUS AND HARMONIC 


EMISSIONS, 10 kHz TO 40 GHz 


The objective of this method is to measure transmitter spurious and harmonic 
emissions in the radiated field. 


10.1 


Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8555A 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 


Automatic Preselector, Model 8445A 
Step Attenuator, Model 354A 

Waveguide Attenuator, Model P3882A 
Waveguide Attenuator, Model K382A 
Waveguide Attenuator, Model R382A 


Rod Antenna, Singer Model 95010-1, or equivalent 


Biconical Antenna, EMCO Model 38104, or equivalent 
Log Spiral Antenna, EMCO Model 3101, or equivalent’ 


Bo 


Log Spiral Antenna, EMCO Model 3102, or equivalent ~___-_—. b 


Antenna per Drawing ES-DL-201090 
Amplifier, Model 8447D 


Amplifier, Watkins-Johnson Model 6621, or equivalent 
Amplifier, Watkins-Johnson Model 5300, or equivalent 
Amplifier, Watkins-Johnson Model 5310, or equivalent 
TWTA, Watkins-Johnson Model 398, or equivalent 
TWTA, Watkins-Johnson Model 338, or equivalent 
Frequency Counter, Model 5340A, or equivalent 


Test Oscillator, Model 651B 

Signal Generator, Model 608E 

Signal Generator, Model 612A 

Signal Generator, Model 8614A 

Signal Generator, Model 8616A 

Signal Generator, Model 618C 

Signal Generator, Model 620B 

Signal Generator, Model 626A 

Signal Generator, Model 628A 

Sweep Oscillator Mainframe, Model 8690B 
Sweep Oscillator, Model 8696A Option H27 
Sweep Oscillator, Model 8697A Option H42 
Waveguide Mixer, Model 11517A 

Taper Section, Model 11519A 

Taper Section, Model 11520A 

Directional Coupler, Model K752A 
Directional Coupler, Model R752A 
Waveguide to Coax Adapter, Model P281A 


Saar 


_ Low Pass Filter, Model K862A se 


WAL! aa 
wW7 h yr 6s 


E Ue hetecae o_ 
(ave COCK. 
SI8- 843-2600 
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10.2 Test Setup 


TRANSMITTING 
ANTENNA ANTENNA 


BAND 
REJECT 
FILTER 


STEP 
ATTENUATOR 


SPECTRUM 
ANALYZER 
8553B 


TRANSMITTER 
POWER SIGNAL 
MONITOR GENERATOR 


Figure 10A. Test setup 10 kHz — 110 MHz 


TRANSMITTING 
ANTENNA ANTENNA 


' ; CONTROL VOLTAGE 


ATTENUATOR 


REJECT 
FILTER 


SPECTRUM 
ANALYZER 
8555A 


COUNTER 


TRANSMITTER 
POWER 
MONITOR 


10.3 Control Settings, Calibration, and Measurement Techniques 


SIGNAL 
GENERATOR 


Figure 10B. Test setup 110 MHz — 18 GHz 


10.3.1 10 kHz to 110 MHz. Measure the fundamental output power 
directly from the CRT in a manner similar to Method REO2 for transmitters 
which are not pulse modulated. That is, measure the spectrum analyzer 
reading in dBuV, add the antenna factor, add the attenuator setting, and 
subtract the amplifier gain. 


Compute the power from: 


R2 Bi2 
30 


2 
: 
28, 
| 


= antenna separation in meters 


s 
i 


field strength in volts/meter 
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Insert the band reject filter to reject the fundamental frequency and remove 
attenuation to increase sensitivity. Scan the remainder of the frequency 
range measuring each emission as above. 


For pulse modulated transmitters, obtain a convenient display of the output. 
Then set the Log Reference Level to give a display at a convenient reference, 
and connect the signal generator to the input. 


Modulate the signal generator in a manner similar to the transmitter and set 
the output level to give a display at the level previously noted. Read the 
output level in dBm. Add 107 dB to obtain dBuV and use this figure as 
the spectrum analyzer input level. Proceed as in the previous case for the 
remainder of the procedure. 


10.3.2 110 MHz to 18 GHz. The procedure in this range is similar to that 
above. Above 12 GHz, however, the antenna factors are not given and the 
power at the transmitter needs to be calculated per the formula in MIL- 
STD-462. For transmitters which are not pulse modulated, though, the 
voltage in dBuV can be read directly from the spectrum analyzer. 


For pulse modulated carriers, use the method given above. 
Remember to include the insertion loss of the preselector in your calculations. 


TRANSMITTING 
ANTENNA ANTENNA 


SWEEP SWEEP VOLTAGE 


OSCILLATOR 


TAPER 
SECTION 


MIXER 


DIRECTIONAL 
COUPLER 


TRANSMITTER 
POWER 
MONITOR 


ATTENUATOR 
OQ 


SPECTRUM 
ANALYZER 
8555A 


O 
SIGNAL 
GENERATOR 


Figure 10C. Test setup 18 GHz — 40 GHz 


10.3.3 18 GHz to 40 GHz. For the 18—26.5 GHz range set the sweep 
oscillator for a sweep in the 20—28.5 GHz range. Use the sweep output on 
the sweeper to externally scan the spectrum analyzer. (Some readjustment 
of the Display Adjust controls will be necessary to calibrate the display to 
cover the horizontal scale.) 


The spectrum analyzer should be set for a scan width <1 MHz/Div with a 
LO frequency (tuned on the dial) of about 4 GHz. The spectrum analyzer’s 
LO is not used for mixing in this case, and the narrow scan width will enable 
the signal identifier circuitry. 
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To scan a range of frequencies, set the sweep oscillator for a range 2 GHz 
higher than the desired range. Use the 300 kHz bandwidth on the spectrum 
analyzer. Since a 2.05 GHz IF frequency is desired, set the preselector to 
about 2.05 GHz by supplying an external +2.05V signal to the programming 
connector. (Fine adjustment may be used to ‘“‘peak”’ the signals on the dis- 
play.) 


Each signal will appear twice on the CRT separated by 4 GHz. These are 
image responses. To identify the frequency of each signal, narrow the sweep 
width on the sweep oscillator around that signal and turn on the signal 
identifier. With the band scale set for the 10+ mixing mode, any signal 
which identifies with the smaller image to the left is 2.05 GHz higher than 
the sweep oscillator frequency. Any signal which splits to give the smaller 
image to the right is 2.05 GHz lower than the sweep oscillator frequency. 


Measure the amplitude of the signal as described previously under pulse 
modulated carriers. 


The method for 26.5 — 40 GHz is identical except the sweep oscillator will 
be used in the 28.5 — 42 GHz range. 


Alternate Method 18—40 GHz 


RECEIVING 


ANTENNA 
ATTENUATOR 


TAPER 
SECTION 


SPECTRUM 
ANALYZER 
COUNTER 


The internal LO of the spectrum analyzer can be used with slightly lower 
sensitivity than the above method. However, the signal identifier may be 
used as described in the instrument operating manual, and narrower band- 
widths may be used. Sensitivity will typically be -108 dBm to 26.5 GHz 
and —100 dBm to 40 GHz in a 300 Hz bandwidth. The measurement tech- 
nique is otherwise similar. 


LOW PASS 
FILTER 


Figure 10D. Test setup 18 — 40 GHz 


10.4 Calibrating and Marking Display 


For each range a reference may be established using a known output from 
the signal generator and the calibration marked on the CRT in a manner 
similar to Method REO2. Then each signal level can be read from the CRT 
directly in radiated power. 


10.5 Frequency Calibration 


In the range below 18 GHz, the frequency counter is used to count the 
signal generator frequency. This will give a direct reading of the signal fre- 
quency if the generator is tuned to the same point on the CRT as the un- 


68 


known signal. Above 18 GHz, the sweep oscillator frequency is read from the 
dial scale, and the unknown signal is that frequency +2.05 GHz as described 
in Section 10.3. 


10.6 Precautions 


Be sure to set the attenuator to maximum attenuation before making any 
measurements. Then remove attenuation until a convenient display is ob- 
tained. Be very careful to insert the band reject filter before looking for 
spurious outputs. 


NOTE: In the 1.8 —18 GHz range, the preselector will work to reject the 
fundamental and no reject filter may be required. 


10.7 Signal Identification 
As previously described. 
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11. METHOD RE04, RADIATED EMISSION, 

20 Hz TO 50 kHz, MAGNETIC FIELD 
The objective of this method is to measure magnetic field emissions from 
the device under test. 


11.1. Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Loop Sensor, as described in MIL-STD-461 

Ten Microfarad Feedthrough Capacitor 

Calibrator, EMCO Model 6402, or equivalent 


11.2 Test Setup 


ee 


1 METER 


eae 


MID-POINT | AXIS OF SENSOR 
TILTED TOWARD 
TEST SAMPLE __ 


aes 


SHOCK MOUNTS 
WITH BOND STRAPS 


GROUND PLANE 


SPECTRUM 


ANALYZER 
FEED THROUGH | 


Figure 11A. Typical test setup for radiation measurements (magnetic field sensor). 


11.3 Control Settings and CRT Calibration 


Measurement | Frequency Range Serle Scan Width Retin 
Number (O—10f mode) ? 


20 Hz/Div 40 dBuV 


200 Hz/Div 40 dBuV 
° kHz/Div 50 dBuv 


*Measure from 2 kHz 
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LEVEL 
dBuV 
MEASUREMENT MEASUREMENT 
q+2 3 


40 50 
30 40 
20 30 
10 20 
0 10 
-10 0 
20 -10 
-30 -20 
i, 
; 
i; 
-4 -3 -2 =) (GANTRY 7] 2 3 4 
4 FREQUENCY t 
fin fmax 
Figure 11B. 


11.4 Calibrating and Marking Display 
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Figure 11C. 


Subtract loop correction factor in dBpT/uV from MIL-STD specification 
limits in dBpT to obtain spectrum analyzer input levels in dBuV. See table 


and curves ab 


Ove. 


Copy the values onto the spectrum analyzer display. (See the following 


examples.) 


"2 


EXAMPLES 


Measurement 1 


Ed eRe Oe CENTERS) 2 3 4 
‘ FREQUENCY 
20 Hz METHOD RE04 200 Hz 
Figure 11D. 


CRT calibration is obtained from control settings in Section 11.3. Specification limit is copied from 
preceding figure. 


Measurement 2 


4 -3 -2 -1 CENTER 1 2 is} 4 
FREQUENCY 

200 Hz METHOD REO4 2kHz 
Figure 11E. 


Measurement 3 


i ie 
PEC LIMIT 


-4 Ey aa ee -1 CENTER 1 2 3 4 
FREQUENCY 
2 kHz METHOD REO4 


Figure 11F. 


50 kHz 
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11.5 Frequency Calibration 


Set all controls as shown in Section 11.3. With no input to the spectrum 
analyzer, adjust the ZERO ADJ to bring the LO feedthrough signal to the 
left edge of the CRT. 


11.6 Precautions 


Before making any measurements, set the INPUT LEVEL control to -10 
dBV, and scan the 0—200 kHz frequency range to insure that no strong 
signals are present which will overload the spectrum analyzer. 


Change the INPUT level setting in 10 dB steps until -—60 dBV is reached. If 
any signal goes above 50 dBuV, it is above the specification limit at any 
point. 


11.7 Signal Identification 


As the INPUT LEVEL is stepped in Section 11.6, observe signal levels on 
the CRT. If any signals change by more than 10 GB per step, they are spur- 
ious signals. (Any signal which is within specifications will not cause spurious 
responses. ) 
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12. METHOD RE05, RADIATED EMISSION, BROADBAND, 
150 kHz TO 1 GHz, VEHICLES AND ENGINE-DRIVEN EQUIPMENT 


The objective of this method is to measure the broadband interference radi- 
ated by vehicles and engine-driven equipment. 


12.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8554B 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Step Attenuator, Model 355D 

Rod Antenna, Singer Model 95010-1, or equivalent 
Biconical Antenna, EMCO, Model 3104, or equivalent 
Log Spiral Antenna, EMCO, Model 3101, or equivalent 
Amplifier, Model 8447D 


12.2 Test Setup 


TEST SAMPLE 


, ANTENNA SPECTRUM 


ANALYZER 
| 
ee | ajar 
STEP 
ATTENUATOR 
sa a 
< ieee ae AMPLIFIER 
(WHEN USED) 


Figure 12A. 


12.3 Control Settings and CRT Calibration 


12.3.1 150 kHz to 20 MHz. In this range, use the following equipment: 


Model 8553B Tuning Section 
Model 95010-1 Antenna 


Measurement | Frequency Range apes ph dP eerie Center Log Ref 
an 
Number Frequency Level 
il 200 kHz* | 2 MHz 30 kHz | 200 kHz/Div 1 MHz 90 dBuV 
2 2 MHz _ | 20 MHz 100 kHz 2 MHz/Div 10 MHz 90 dBuV 
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BROADBAND 


dBuV/MHz 
MEASUREMENT MEASUREMENT 
1 2 
117 107 
107 97 
97 87 
87 77 
77 67 
67 57 
57 47 
47 
y 37 
; 
VE 
-4 =% =2 -1 CENTER 1 2 3 4 
4 FREQUENCY t 
natin fmax 
Figure 12B. 


12.3.2 20MHz to 200 MHz. In this range, use the following equipment: 


Model 8554L Tuning Section 
Model 8447D Amplifier 
Model 3104 Antenna 


Frequency Range Sete ary | Geen 
andwidt can Widt 


20 MHz | 200 MHz 100 kHz 20 MHz/Div 100 MHz 90 dBuV 


BROADBAND 
LEVEL dBuV/MHz 


81 


Center Frequency | Log Ref Level 


71 


61 


51 


41 


31 


21 


ut 


-4 -3 ~2 -1 CENTER 1 2 3 4 
FREQUENCY 


NOTE: SCALE SHOWN TAKES INTO ACCOUNT THE 
26 dB GAIN OF THE PREAMPLIFIER. 


Figure 12C. 
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12.3.3. 200 MHz to 1 GHz. In this range, use the following equipment: 


Model 8554L Tuning Section 
Model 8447D Amplifier 
Model 3101 Antenna 


fmin = 200 MHz 
Frequency Range 
fmax = 1 GHz 


Bandwidth 100 kHz 
Scan Width 100 MHz/Div 
Center Frequency 500 MHz 

Log Ref Level 90 dBuV 


BROADBAND 
EEVEE 
dBuV/MHz 


81 


71 


61 


51 


41 


5 (QO 


31 


21 


d 
/ 
igen ee I CENT ER tS 4 
4 FREQUENCY t 
fmin fax 


NOTE: THE SCALE SHOWN TAKES INTO ACCOUNT 
THE 26 dB GAIN OF THE PREAMPLIFIER. 


Figure 12D. 


hed 


12.4 Calibrating and Marking Display 


Spectrum Analyzer 
Antenna Factor Input Level = Spec Limit — 
(dB/m) Antenna Factor 
(dBuV/MHz) 


MIL-STD-461 
Frequency Limits 
(dBuV/m/MHz) 


150 kHz 
1 MHz 
20 MHz 
20 MHz 
25 MHz 
30 MHz 
40 MHz 
50 MHz 
60 MHz 
70 MHz 
80 MHz 
90 MHz 
100 MHz 
120 MHz 
130 MHz 
150 MHz 
180 MHz 
200 MHz 
200 MHz 
250 MHz 
300 MHz 
400 MHz 
500 MHz 
600 MHz 
800 MHz 
1 GHz 


| © subtract to get Sd, 
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1 GHz 
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FREQUENCY 
Figure 12E. 
Then, copy the values obtained onto the spectrum analyzer display. See the 
19 


dBuV/m/MHz to obtain spectrum analyzer input signal level in dBuV/MHz. 
following examples. 


Subtract antenna factor (dB/m) of your antenna from MIL-STD limits in 
See tables and curves above. 


EXAMPLES 


150 kHz to 2 MHz 


BROADBAND 
dB2V MHz 
VW 


107 


97 


BEER De AA CENTER A 2 ene 
FREQUENCY 

\) METHOD REOS aie 
Figure 12F. 


Broadband signal level calibration is obtained 
by subtracting Bandwidth Figure B from the 
dBuV calibration obtained from control set- 
tings in Section 12.3.1. 


Example: +90 dBuV — 
+117 dBuV/MHz 


(-27 dBMHz) = 


20 MHz — 200 MHz 


BROADBAND 
dBuV/MHz 
81 


ra) 


-1 CENTER 1 2 3 4 
FREQUENCY 
METHOD REOS. 


Figure 12H. 


Broadband limits are copied from table or 
curves. Label frequency scale as shown in Sec- 
tion 12.3. 
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2 MHz — 20 MHz 


A eB) a2 
2MH2 


-1 CENTER 1 2 
FREQUENCY 
METHOD REOS 


Figure 12G. 


NOTE: The exact labeling of the broadband 
scale depends on the actual bandwidth of your 
analyzer and should be measured beforehand. 


200 MHz — 1 GHz 


BROADBAND 
dBuV/MHz 
81 


7W 


61 


51 


4) 


3 


21 


n 


-1 CENTER 1 2 3 4 
FREQUENCY 
METHOD REOS 


1GHz 


Figure 121. 


Specification limits, frequencies, and method number may be marked direct- 
ly on CRT or an overlay may be used. A photo of the spectrum will then 
contain all information. 


1275 Frequency Calibration 


Set all controls as shown in step 12.38. With no signal input, use the FRE- 
QUENCY control to bring the LO feedthrough signal to the left edge of the 
CRit 


12.6 Precautions 


For each frequency range start with the spectrum analyzer in the full scan 
mode and the step attenuator set to 60 dB. Decrease the attenuation in 
10 dB steps while observing the display. Continue removing attenuation 
until some signals do not behave linearly (i.e., they do not increase in 10 dB 
steps) or until O dB is reached. Use the least amount of attenuation which 
allows linear behavior while making the measurement. (Be sure to account 
for the attenuator setting when calculating the signal level.) 


NOTE: The recommended rod antenna may become overloaded at a level 
below the specification limit if the input noise exists over a wide band of 
frequencies. In these cases, a passive antenna and bandpass filter must be 
used ahead of any RF amplifiers. 


12.7 Signal identification 


INITIAL DISPLAY 


_- 
LIN 


DOES SPECTRUM NO YES 
LINE DENSITY 
INCREASE? 


SET SWEEP. 
TIME CON- 


TROL ONE 
STEP CCW 


DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 


(ADD 10 dB) 


' 
= NARROW BAND] 4 [BROADBAND 
mas SPURIOUS 


81 


13. METHOD REO6, RADIATED EMISSION, 
14 kHz TO 1 GHz, OVERHEAD POWER LINES 


The objective of this method is to measure the interference radiated from 
overhead power lines. The limits shown in this method are those for fair 
weather. The techniques, however, are identical for wet weather. 


13.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8554L 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Step Attenuator, Model 855D 

Rod Antenna, Singer Model 95010-1, or equivalent 
Biconical Antenna, EMCO, Model 3104, or equivalent 
Log Spiral Antenna, EMCO, Model 3101, or equivalent 


13.2 Test Setup 


Test antenna to be 50 feet from outside phase conductor at a position 
normal to tower. See MIL-STD-461 Method REO6. 


pena 


SPECTRUM 
ANALYZER 
ANTENNA 


a) Bie 
ron 


STEP 
ATTENUATOR 


1 METER 


ate x TEST ANTENNA TO BE 50 FEET 
pale FROM OUTSIDE PHASE CONDUCTOR 
AT A POSITION NORMAL TO TOWER. 


SEE MIL-STD-462 METHOD REO6. 


Figure 13A. Test setup for method REO6. 


13.3 Control Settings and CRT Calibration 


13.3.1 14kHz to 20 MHz. In this range, use the following equipment: 


Model 8553B Tuning Section 
Model 95010-1 Antenna 
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Measurement | Frequency Range Bandwidth leSeaniwidch Center Log Ref 
Number Frequency Level 


1 10 kHz* 1 kHz 10 kHz/Div 50 kHz | 100 dBuV 
2 100 kHz 10 kHz | 100 kHz/Div | 500 kHz | 100 dBuVv 
3 2 NEE 100 kHz | 2 MHz/Div 10 MHz | 100 dBuV 


*Measure from 14 kHz 
**Measure from 1 MHz 


BROADBAND 
dBuV/MHz 
MEASUREMENT NUMBER 


157 137 Uz 


147 127 107 


137 117 97 


2 107 87 


117 97 77 


= aor 


107 87 67 


97 77 57 


87 67 47 


iy 
/ 
/ 
-4 =< ey -1 CENTER 1 2 3 4 
4 FREQUENCY t 
ligatir ‘max 
Figure 13B. 


13.3.2 20MHz to 200 MHz. In this range, use the following equipment: 


Model 8554L Tuning Section 
Model 3104 Antenna 


Frequency Range.... fmin = 20 MHz/fmax = 200 MHz 
Bancwidl (ime sean chert eee en Oe enn Oe te 100 kHz 
paver Wen | Ue ese Sepheapee ee my een Sm Oe ee 20 MHz/Div 
GentersRrequencysares iat on ect clsak Ss 100 MHz 
LOgeh CiRWeVe turer anwar tse, et ren sent rede 60 dBuV 
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BROADBAND 
dBuV/MHz 


77 


-4 -3 =2 -1 CENTER 1 2 3 4 
‘ FREQUENCY 


Figure 13C. 


13.3.3. 200 MHz to 1 GHz. In this range, use the following equipment: 


Model 8554L Tuning Section 
Model 3101 Antenna 


Frequency Range..... fmin = 200 MHz/fmax = 1 GHz 
Band width se... eats ees ss ee ee 100 kHz 
Scan.W id th Feat ar ware ee se, ce eee 100 MHz/Div 
Center: Krequencyn. a. ees oe ee ee 500 MHz 
Log: Ret Level’. i 2 peers etter 60 dBuV 
BROADBAND 
dBuV/MHz 
77 
67 
57 
47 
37 
27 
17 
7 
} 
iy 
4s he SC iecENT ERM 2 3 4 
4 FREQUENCY f 
fmin fmax 
Figure 13D. 
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13.4 Calibrating and Marking Display 


MIL-STD-461 Spectrum Analyzer 
Limits Antenna Factor Input Level = Spec Limit — 
_ Broadband (dB/m) Antenna Factor 
(dBuV/m/MHz) (dBuV/MHz) 


Frequency 


14 kHz 
20 kHz 
50 kHz 
80 kHz 
100 kHz 
500 kHz 
1 MHz 
2 MHz 
10 MHz 88 
20 MHz 82 
20 MHz 82 
25 MHz 80 
30 MHz 80 
40 MHz 80 
50 MHz 80 
60 MHz 80 
70 MHz 80 
80 MHz 80 
90 MHz 80 
100 MHz 80 
120 MHz 80 
130 MHz 80 
150 MHz 80 
180 MHz 80 
200 MHz 80 
200 MHz 80 
250 MHz 80 
300 MHz 80 
400 MHz 80 61 
500 MHz 80 60 
600 MHz 80 | 58 
800 MHz 80 24.5 55.5 
1 GHz 80 27 53 


| ee to get ent 


So Qo 2 2 2 2] © 
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FREQUENCY (Hz) 


Figure 13E. 


Subtract antenna factor (dB/m) of your antenna from MIL-STD limits in 


dBuV/m/MHz to obtain spectrum analyzer input signal level in dBuV/MHz. 


See tables and curves above. 


Then copy the values obtained onto the spectrum analyzer display. See the 


following examples. 
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EXAMPLES 


14 kHz to 100 kHz 100 kHz to 1 MHz 


BROADBAND BROADBAND 
dBuV/MH2 d8yV/MHz 
187 137 


147 


127 


WwW 


Bet 4 SPEC LIMIT < 
127 = 107 
L 
Qeag 97 


Boor 


A -3 oe -1 CENTER 14 2 3 4 4 =3 -2 -1 CENTER 1 2 3 4 


Figure 13F. Figure 13G. 
Broadband signal level calibration is obtained NOTE: The exact labeling of the broadband 
by subtracting Bandwidth Figure B from the scale depends on the actual bandwidth of your 
dBuV calibration obtained from control settings analyzer and should be measured beforehand. 


in Section 13.3.1. 


Example: 100 dBuV - (-57 dBMHz) = 
+157 dBuV/MHz 


1 MHz to 20 MHz 20 MHz to 200 MHz 


BROADBAND BROADBAND 
dByV/MHz dBuV/MHz 


V7 77 


LOG PREF 


t 
EC LIMIT +0] 


107 


67 


97 57 


47 


3 
z- 
goor 
w 
8 


4 -3 72 -1 CENTER’ 1 2 3 4 4 +3 2 +1 CENTER 1 2 3 4 
FREQUENCY FREQUENCY 
1 MHz METHOD REO6 20 MHz 20 MHz METHOD REO6 200 MHz 
Figure 13H. Figure 131. 


Broadband limits are copied from the table or 
curves. Label frequency scale as shown in Sec- 
tion 13.3. 


200 MHz to 1 GHz 


BROADBAND 

dBuV/MHz 
77 

LOG 


ra ae Se - 67 


PEC LIMIT | 
—t 57 


47 


37 


Soa0r 


27 


Af -3 -2 -1 CENTER 1 2 3 4 
FREQUENCY 
200 MHz METHOD REO6 1 Ghz 
Figure 13J. 
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Specification limits, frequencies, and method number may be marked 
directly on CRT or an overlay may be used. A photo of the spectrum will 
then contain all information. 


13.5 Frequency Calibration 


Set all controls as shown in Section 13.3. With no signal input, use the FRE- 
QUENCY control to bring the LO feedthrough signal to the left edge of the 
CRE: 


13.6 Precautions 


For each frequency range, start with the spectrum analyzer in the full scan 
mode and the step attenuator set to 60 dB. Decrease the attenuation in 
10 dB steps while observing the display. Continue removing attenuation 
until some signals do not behave linearly (i.e., they do not increase in 10 dB 
steps) or until O dB is reached. Use the least amount of attenuation which 
allows linear behavior while making the measurement. (Be sure to account 
for the attenuator setting when calculating the signal level.) 


13.7 Signal Identification 


INITIAL DISPLAY 


sa LOG 
LIN dB” 
DOES SPECTRUM NO YES 


LINE DENSITY 
INCREASE? 


SET SWEEP 
TIME CON 
TROL ONE 
STEP CCW 


—— 


y 
DOES SIGNAL NO YES NO 
AMPLITUDE DECREASE 
BY MORE THAN 10 dB? 


SET ATTENUATOR 
CONTROL ONE 
STEP CW 

(ADD 10 dB) 


NARROW BAND! t (BROADBAND) 
SPURIOUS 
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14. METHOD RSO1, RADIATED SUSCEPTIBILITY, 
30 Hz TO 30 kHz, MAGNETIC FIELD 


The objective of this method is to determine the susceptibility of a test 
device to radiated magnetic fields. 


14.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8556A Option H11 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Oscillator, Model 200AB (Z,= 6002 ) 

Resistor, 1 ohm, 2W 

Loop Radiator per MIL-STD-461 


14.2 Test Setup 


OSCILLATOR LOOP 


SPECTRUM 
ANALYZER 


Figure 14A. Test setup for Method RSO1. (Note: Spectrum Analyzer to be used 
unterminated as a high impedance voltmeter.) 


14.3 Control Settings and CRT Calibration 


The spectrum analyzer will be used as a monitor of the signal level to the 
radiating loop. 


Although individual requirements will vary, the following information will 
assume certain conditions as an example. See MIL-STD-462 for more com- 
plete information. Assumed Conditions: 


Test sample bandwidth <10 Hz 
Output adjusted for 6 dB S/N ratio 


Measurement | Frequency Range Se atte Center Lan Re Per Log Ref 
Number Frequency Level 


20 Hz/Div | (0—10f) 120 dBuV 
200 Hz/Div | (0—10f) 90 dBuV 
500 Hz/Div 2.5 kHz 50 dBuV 
500 Hz/Div 7.5 kHz 30 dBuV 
500 Hz/Div | 12.5 kHz 30 dBuV 
500 Hz/Div | 17.5 kHz 30 dBuV 
500 Hz/Div | 22.5 kHz 30 dBuV 
500 Hz/Div | 27.5 kHz 30 dBuV 


1 
2 
3 
4 
+) 
6 
7 
8 


*Measure from 30 Hz 
**Measure from 200 Hz 
***Measure from 2 kHz 
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VOLTAGE LEVEL (dByuV) 
MEASUREMENT NUMBER 


1 Z 3 4-8 
20590 50 30 


key tek) 40 20 


100 70 30 10 


90 60 20 0 


70 40 0 -20 


-4 -3 -2 Sl CENTER! 2 3 4 
t FREQUENCY 


Figure 14B. 


14.4 Calibrating and Marking Display 


A constant correction factor will be added to the spectrum analyzer level to 
obtain the flux density in dBpT referred to a 1 Hz bandwidth. 


Since the current through a 12 resistor is numerically equal to the voltage 
across it, we don’t need to correct for the current reading. 


To convert from voltage to flux density, then, the relationship B = 5 x 10° 
TESLA/AMP can be used. This yields 0 dBpT = —34 dBuV. 

Then, to account for the 10 Hz bandwidth of the spectrum analyzer, we 
must subtract 10 dB from the reading to get dBpT/Hz. 


Therefore, dBpT/Hz = dBuV + 34 dBpT/yuV — 10 dB/Hz or dBpT/Hz = dBuV 
+ 24 dBpT/uV/Hz 


This will calibrate our CRT scale, and it will also allow us to mark the 
specification limits on the CRT. 


Spectrum Analyzer Input Level = Spec Limit —24 dB. 
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Figure 14C. 


Transfer the curve from Figure 14C to the spectrum analyzer CRT. This will 
indicate the maximum level for a 6 dB S/N ratio on the test device. 
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Figure 14D. 


2 kHz to 5 kHz 
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Figure 14H. 


20 kHz to 25 kHz 
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Figure 14J. 


92 


200 Hz to 2 kHz 
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Figure 14G. 


15 kHz to 20 kHz 
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Figure 141. 


25 kHz to 30 kHz 
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Figure 14K. 


14.5 Frequency Calibration 


Set all controls as shown in Section 14.3. For measurements 1-38, start with 
no signal input and adjust the ZERO ADJ to bring the LO feedthrough signal 
to the left edge of the CRT. For measurements 4—8, use the calibration of 
the frequency dial. 


14.6 Precautions 


Start each measurement with the oscillator at low power and increase slowly 
to the desired level to avoid inadvertant overload of the spectrum analyzer. 


14.7 Signal Identification 
Does not apply. 
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15. METHOD RSO3, RADIATED SUSCEPTIBILITY, 
14 kHz TO 10 GHz, ELECTRIC FIELD 


The objective of this method is to ensure that a test sample does not exhibit 
degradation in performance when subjected to an electric field. 


15.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 
Spectrum Analyzer Tuning Section, Model 8555A 
Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 
Automatic Preselector, Model 8445A 


Receiving Antennas 


Rod Antenna, Singer, Model VR-1-105, or equivalent 
Rod Antenna, Singer, Model VA-105, or equivalent 
Biconical Antenna, EMCO, Model 3104, or equivalent 
Log Spiral Antenna, EMCO, Model 3101, or equivalent 
Log Spiral Antenna, EMCO, Model 3102, or equivalent 


Transmitting Antennas 


Rod Antenna, Singer, Model VR-1-105, or equivalent 
Rod Antenna, Singer, Model VA-105, or equivalent 
Biconical Antenna, EMCO, Model 3104, or equivalent 
Log Spiral Antenna, EMCO, Model 3101, or equivalent 
Log Spiral Antenna, EMCO, Model 3102, or equivalent 
Test Oscillator, Model 651B 

Signal Generator, Model 608E 

Signal Generator, Model 612A 

Signal Generator, Model 8614A 

Signal Generator, Model 8616A 

Signal Generator, Model 618C 

Signal Generator, Model 620B 

Amplifier, Instruments for Industry Model M5000L, or equivalent 
Amplifier, 200—1000 MHz (to be determined) 
Amplifier, Model 489A 

Amplifier, Model 491A 

Amplifier, Model 493A 

Amplifier, Model 495A 

Frequency Counter, Model 5340A 
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15.2 Test Setup 


The test setup shall be as required by MIL-STD-462 for the placement of 
antennas. For calibration purposes, the receiving antenna will be placed in 
the location where the test sample will be during testing. 


15.3 Control Settings and CRT Calibration 


Measurement 
Measurement raping AA Sar Center Frequency Range Band Log Ref 
Number Section Frequency z Level 
all fmin fmax 
1 8553B #1 20 kHz/Div | 100 kHz 14 kHz 150 kHz =e 120 dBuV 
2 8553B #2 100 kHz/Div | 500 kHz 150 kHz 1 MHz = 120 dBuV 
3 8553B #2 2 MHz/Div 10 MHz 1 MHz 20 MHz = 120 dBuV 
4 8555A #3 20 MHz/Div | 100 MHz 20 MHz | 200 MHz | 0.01—2.05 120 dBuV 
5 8555A #4 100 MHz/Div | 500 MHz 200 MHz 1 GHz | 0.01—2.05 120 dBuV 
6 8555A #5 100 MHz/Div | 1.5 GHz 1 GHz 1.8 GHz | 0.01—2.05 120 dBuV 
“if 8555A #5 20 MHz/Div | 1.9 GHz 1.8 GHz 2.0 GHz | 1.50—3.55 120 dBuV 
8 8555A #5 100 MHz/Div | 2.5 GHz 2.0 GHz 3.0 GHz | 1.50—3.55 120 dBuV 
o 8555A #5 100 MHz/Div | 3.5 GHz 3.0 GHz 4.0 GHz | 2.60-—-4.65 120 dBuV 
8555A #5 200 MHz/Div 5 GHz 4.0 GHz 6.0 GHz | 2.07--6.15 120 dBuV 
8555A #5 200 MHz/Div 7 GHz 6.0 GHz 8.0 GHz | 4.13-10.25 | 120 dBuV 
8555A #5 200 MHz/Div 9 GHz | 80 GHz | 10.0 GHz | 6.17—10.25 | 120 dBuV 


1A ntennas 
No. 1 — Model VR-1-105 
No. 2 — Model VA-105 

No. 3 — Model 3104 
No. 4 — Model 3101 
No. 5 — Model 3102 
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Figure 15A. 
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15.4 Calibrating and Marking Display and 


oe as 


Measurement Procedure 


Copy specification limits from MIL-STD-461. 

Copy antenna factors supplied with your antennas. 

Subtract antenna factors (in dB) from specification limits at as many 
frequencies as required to get a detailed curve. This is the input voltage 
to the spectrum analyzer for the specified field strength. 

Record the values obtained in c. 

Mark the curves obtained on your spectrum analyzer display (as shown 
in examples for Method REO2). Your analyzer is now calibrated for the 
required field strength. 


Connect the calibrated antenna of the proper frequency range to the 
spectrum analyzer, and place the antenna where the test sample will be 
placed. 


Adjust signal generator output level until the displayed signal reaches 
the marked curve on the spectrum analyzer. 


Read and record attenuator setting on the signal generator. 
Repeat procedure until whole frequency range is covered. 
Replace calibrated antenna by test sample. 


Follow procedure in MIL-STD-462. Set output attenuator on signal 
generator to values recorded in step h. 


15.5 Frequency Calibration 


Use the Model 5340A Frequency Counter to record the frequency of the 
signal generator for each point to be tested. 


15.6 Precautions 


Always use at least 20 dB of input attenuation on the spectrum analyzer. 
Start each measurement from a low signal level, slowly increasing to the 
specification to avoid overloading the spectrum analyzer input. 


15.7 Signal Identification 


Does not apply. 
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16. METHOD RSO4, RADIATED SUSCEPTIBILITY, 
14 kHz TO 30 MHz 


The objective of this method is to determine the susceptibility of a test 
sample to radiated fields of specified intensity. 


16.1 Instruments and Accessories Used 


Spectrum Analyzer Tuning Section, Model 8553B 

Spectrum Analyzer IF Section, Model 8552B Option H04 
Spectrum Analyzer Display Section, Model 141T 

Parallel Plate Line per Method RS04 

Matching Pads per Method RS04 

30 MHz Low Pass Filter 

Test Oscillator, Model 651B 

Signal Generator, Model 608E 

Amplifier, Instruments for Industry, Model M5000L, or equivalent 


16.2 Test Setup 


PARALLEL PLATE LINE 


MATCHING 
PAD 


MATCHING 
PAD 


TEST 
DEVICE 


30 MHz 
LOW PASS 
FILTER 


AMPLIFIER 
SIGNAL 
GENERATOR 


16.3 Control Settings and CRT Calibration 


Cent 4 Log Ref 
Miso Frequency Range | Scan Width oes Bandwidth Sty 
Number Frequency Level 
iL 14 kHz—500 kHz |50 kHz/Div | 250 kHz 3 kHz | 120 dBuVv 
2 500 kHz— 30 MHz | 5 MHz/Div 25 MHz 30 kHz | 120 dBuVv 


SPECTRUM 
ANALYZER 


Figure 16A. Test setup for Method RSO04. 
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Figure 16B. 


16.4 Calibrating and Marking Display and 
Measurement Procedure 


NOTE: Examples will be given for 1 V/m field intensity. 


a. Using Figure RSO4-4, we determine that 1V/m equals 0.45V corrected 
spectrum analyzer reading. 

b. 0.45V = +113 dBuV, then, subtracting 30 dB for the loss in the pad, 
the spectrum analyzer input voltage is +83 dBuV. 


c. Adjust signal generator output until a level of +83 dBuV is indicated on 
the spectrum analyzer. 
Note any degradation of test device performance. 
e. Continue steps c and d for entire frequency range. 
16.5 Frequency Calibration 
An external frequency counter may be used if high frequency accuracy is 
required. However, dial accuracy of the signal generators should suffice. 
16.6 Precautions 
Start with signal generator set for a low power output and slowly increase to 
desired level to avoid overloading the spectrum analyzer input. 


16.7 Signal Identification 
Does not apply. 
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APPENDIX A 
MEASUREMENT OF IMPULSE BANDWIDTH 


oo 


NOMENCLATURE 


BW2 


T eff 


Impulse bandwidth of a preselector filter 
Impulse bandwidth 
Frequency width of main lobe of frequency spectrum 


Signal generator frequency delivered to PIN modulator; 
center frequency of frequency spectrum 


Pulse repetition frequency = 1/T 

Spectral intensity of an impulse signal in rms volts/MHz 
Time between two pulses 

rms voltage of pulse signal during “‘on”’ time 

rms voltage of single frequency line of impulse spectrum 


Peak value of voltage transient (in rms volts) at the output 
of a lossless filter having an impulse bandwidth, BW, 
caused by an impulse signal at the input 


Peak value of voltage transients (in volt peak) at the input 
mixer created by a dc or RF pulse, respectively 


Voltage maximum of the frequency spectrum main lobe 
measured by the spectrum analyzer in rms volts 


1/7; difference between frequency fg and frequency of 
adjacent zero of spectrum 


Half peak width of RF pulses; 1/Af 


Width of a hypothetical rectangular pulse of the same 
height (V1) and same as the actual pulse 
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DEFINITION OF IMPULSE BANDWIDTH 


Impulse signals of short duration having a frequency spectrum that far 
exceeds the bandwidth of a calibrated voltmeter and having a repetition 
frequency substantially less than the voltmeter bandwidth are termed broad- 
band impulse signals. They are measured in terms of their spectral intensity 
in volts per megahertz or dB above one microvolt per megahertz. 


Impulse signals cause transient responses in a voltmeter of limited band- 
width. The peak value of these responses is proportional to the spectral 
intensity of the impulse signal and to the bandwidth of the voltmeter — 
the exact value of this voltmeter bandwidth has to be known in order to 
measure the broadband impulse signals. It has been named the ‘‘impulse 
bandwidth”’. Unlike the 3-dB bandwidth, its value cannot be found easily 
from CW response measurements because the transient behavior depends on 
the exact shape of the frequency response, on the design of the bandpass, or, 
if logarithmic amplifiers are used, on the gain-shaping performance. 


Impulse bandwidth (BW;j) is specified as the ratio of the peak value of the 
voltmeter transient (Vp) divided by the spectral intensity of the impulse 
signal (S) causing it: 


V 
Be (1) 


Spectral intensity is specified in rms volts, so Vp must be measured in rms 
volts; that is, the absolute voltage peak of the transient must be divided by 
/ 2. This correction is not necessary in usual measurements since substitu- 
tions are carried out with CW signals, which are calibrated in rms values. 


MEASUREMENT OF IMPULSE BANDWIDTH 


Impulse bandwidth can be measured directly only by using calibrated im- 
pulse signal sources and Equation (1). Mechanical line-discharge type impulse 
calibrators can be used with certain reservations for determining the impulse 
bandwidth of the spectrum analyzer. This method tends to overload the 
analyzer front end even with using the 8445 Preselector or is limited in 
dynamic range, therefore, another technique is explained in the following 
paragraphs. 


USE OF PIN MODULATOR TO GENERATE SIGNAL OF 
KNOWN SPECTRAL INTENSITY 


An impulse signal of accurately known spectral intensity can be generated 
by using a CW signal generator and a PIN modulator (HP series 8730) built 
into an HP 8403 Modulator: 


SIGNAL GENERATOR PIN MODULATOR SPECTRUM ANALYZER 


8403 
5A/8552B 
8614 OPT. 02 8555A/ 


Figure A-1 
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The PIN modulator is operated between its ‘“‘on” and “‘off” state either by 
de or by impulses. The amplitude of the signal generator CW signal leaving 
the PIN modulator during the ‘‘on”’ condition is independent of PIN modu- 
lator pulse modulation frequency or pulse width. 
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Figure A-2 


The PIN modulator, however, possesses finite rise and fall times, so, in 
general, the signal at its output has the following shape. 
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The frequency spectrum of the impulse shown consists of discrete frequencies 
at fo, fo + fy, fo — fy, fo + 2h, fo — 2fy, etc., or, in general, 


fn = fo a nf,. (2) 
(See Figure A-4.) 


The voltage of the frequency fo is 


Teff fy Teff 
Voges \Lpacivel auralennclie ie Mileat, sacl (3) 


Teff = T for the 8403 PIN Modulator for all practical purposes. This can be 
verified by measuring Vf, directly using a bandwidth much narrower than 
the pulse repetition frequency fy. Equation (3) then yields 


Fett tot 


; 4 

‘ V1 fy (4) 
Use Equation (4) to check the performance of the PIN modulator before 
making the impulse bandwidth measurement. For a properly working instru- 
ment, Equation (4) will yield 


Teff 
ren = Lay, 

The spectrum of the impulse is shown in Figure A-4. Its shape is determined 
by pulse width 7 and the shape of the impulse in the time domain presenta- 
tion. The half-peak pulse width determines the zeros of the frequency 
spectrum. Hence, measurement of frequency distance 2Af between the two 
zeros adjacent to signal generator frequency fp gives an accurate measure for 
impulse width (see Figure 4-A); 7 = 1/(Af). 
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For measurement of the impulse bandwidth, spectral intensity must be 
constant over the range of this bandwidth. Therefore, it is necessary to 
choose the impulse width narrow enough so that the flat portion extends 
well over the range of the bandwidth to be measured. On the other hand, 
it is desirable to make the spectral intensity as high as possible by making 
the impulse width as wide as possible. 
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Figure A-4 


Since the exact shape of the spectrum depends on the exact shape of the 
impulse, which is not entirely known at short impulse widths (0.2 us) be- 
cause of rise and fall times in the order of 20 to 40 ns, the spectrum for the 
worst case should be considered. The worst case spectrum is given for a 
triangular pulse shape. For this, frequency fo + nf; or frequency fy — nfy will 
have the following voltage: 


al (5) 


V5 = NV (fo ent,) = Woe oie 3 i | et ete 


Normally, as frequencies outside twice the 3-dB bandwidth have very little 
effect on the peak voltage of the transient response of the voltmeter, it is 
sufficient to keep this portion flat. If we choose 


= 10 BW3qp (6) 


A(R 


it follows from Equation (5) that a relative drop, a, in spectral line voltage 
between frequencies fo and fy + (0.1/7) will be: 


BE ce 0.29 dB (This is the flatness of response for a (7) 
triangular impulse over twice the 3-dB bandwidth.) 
Ag ee 0.14 dB (This is the flatness of response for a (8) 


rectangular impulse over twice the 3-dB bandwidth.) 
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VOLTMETER TRANSIENT 


The voltage peak of the voltmeter transient is the summation of the voltages 
of all the spectral lines within the bandwidth of the voltmeter. Due to the 
non-linear phase-versus-frequency characteristic of bandpass filters around 
the stop-pass-band boundaries, this summation has to take phase (or delay) 
distortion into account. That is why it is difficult to determine the impulse 
bandwidth from measured frequency response alone. With a frequency 
spectrum extending well over the range of the bandwidth and consisting of 
discrete frequencies spaced at a distance of fy apart and having the same 
voltage Vo, the peak of the transient response of the voltmeter becomes 


Vp MYO) oe (9) 
where 


BW; 
fy 


m = = number of spectral lines within the 
impulse bandwidth BW}. (10) 


Substituting Equation (10), we get 


Vin BV au ie! 
Peewee fe (11) 
and, with 
WE SNES EAE (12) 
Equation (9) now becomes 
BW; 
Nase NW Sei AT ee re = Vi-7 - BW;. (13) 
Impulse bandwidth is 
Vp 
BVire VT? (14) 
and spectral intensity is 
V9 Ve (ae 
Soe ee pe hale: (15) 
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APPENDIX B 
MAXIMUM BROADBAND SIGNAL LIMITATIONS 
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MAXIMUM BROADBAND SIGNAL THAT CAN BE 
MEASURED WITHOUT FRONT END OVERLOAD 


Impulse signals of the form shown in Figure B-1 can overload the spectrum 
analyzer front end while the displayed signal at the CRT is far below full 
scale. The frequency spectrum of both these signals has the general form 
shown in Figure B-2. 


=, 


wan ca 
in 


Vp 


aera 
VOLTAGE 
ae 


2 


TIME 


@) eine 
Figure B-1 
VOLTAGE v,, 2a VOLTAGE 
P1 T 
hh 2 fe eee ij Bae al f + 2 
va 74 72 Pe 2 Ue: 
| | FREQUENCY eer FREQUENCY 
oneal ee 
Figure B-2 
The maximum spectral intensity is 
for Figures B-1A, B-2A 
Voy wale V 
tp tiglens eee Say eh 
Srms = T oe yi Vo1 TI = 2, fL (16) 


for Figures B-1B, B-2B 


Vo9 °T2 V 
Bit DLS ge oa g (17) 


J2 J2 fL 
Because of the broadband input of the spectrum analyzer, the signal appears 


at the input mixer as shown in Figure B-1. The signal displayed at the CRT, 
however, appears as 


Vpg ‘72 oT 
Sm = 


Vp a 2 BW 


BW; = 
1 fL, 


Voubmes: =rms.- (18) 
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Therefore, when using a narrow IF bandwidth, the impulse bandwidth BW; 
is narrow and the displayed voltage small. 


The input voltage Vp necessary to overload the front end mixer (defined as 
the point where its conversion loss has increased by 1 dB) is approximately 


Nae 0.07V rms (for each of the tuning sections) 


m 


The width of the main lobe, f,,, can be determined from the spectrum 
analyzer display of the signal. BWj, the impulse bandwidth for a particular 
IF bandwidth setting, is known or can be measured using the method given 
in the calibration section of this application note. 


When using logarithmic display and vertical calibration in terms of dBuV/ 
MHz, the display signal for which overload starts is 


Vpm 1 MHz 
Sims = 20 log (ce = \/2 > “Hane ) (19) 
The following table has been calculated from Equation (19). 


MAXIMUM BROADBAND SIGNAL WITH RESPECT TO MIXER OVERLOAD 
(ADD INPUT ATTENUATOR SETTING IN dB TO THE VALUES SHOWN) 


Width of Signal Displayed Signal 
Main Lobe Maximum 
fo dBuV/MHz 


10 kHz 


100 kHz 

1 MHz 

10 MHz 
100 MHz 
1000 MHz 


FRONT END OVERLOAD BY IMPULSE CALIBRATOR 


The spectrum of an impulse calibrator usually extends over an extremely 
wide frequency range. The spectral intensity it delivers is constant over any 
small portion at the low end of this range. Peak voltage Vp of an impulse 
calibrator signal of spectral intensity Syms; in V rms/Hz after passing through 
a preselector filter with a passband of width BW in Hz is 


Vp(peak) = /2 + Sims - BW = Vis: V2. (20) 


When using logarithmic display and vertical calibration in terms of dBuV/ 
MHz, the maximum permissible amplitude of an impulse calibrator is 


Vp 1 MHz 
Sims = 20 x ( inv “Bw (21) 


The following table has been calculated from Equation (21). 
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MAXIMUM BROADBAND SIGNAL FROM AN IMPULSE CALIBRATOR AS 
FUNCTION OF PRESELECTOR BANDWIDTH WITH RESPECT TO 
FRONT END OVERLOAD 


(ADD RF ATTENUATOR SETTING IN dB TO THE VALUES SHOWN) 


Filter (Ahead of Maximum Impulse Calibrator 


Front End (Having | Signal 
An Impulse Bandwidth dBuV/MHz (rms) 
BW2 


Note 1. 8553B Tuning Section has a low-pass filter of 120-MHz bandwidth ahead of mixer. 
2. 8445A Automatic Preselector has a bandwidth of from 20 to 70 MHz. 
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APPENDIX C 


LIST OF SPECTRUM ANALYZER SENSITIVITIES 
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TABLES OF CW SENSITIVITIES 


Broadband sensitivities are not listed. They can be obtained by subtracting 
the bandwidth factor, B, from the CW sensitivities given in the tables. B is 
found from the equation: 


Impulse Bandwidth 


B = 20 log airs 


Example: Impulse bandwidth is 1 kHz and CW sensitivity is -127 dBm or 
-—20 dBuVv 


Then, 


Broadband sensitivity is: 


102 
-127 dBm - 20 log —— = -127 + 60 = -67 dBm/MHz 
10 


or 


3 
10 
~20 dBuV -20 log ee +40 dBuV/MHz 
10 


Model 8556A Spectrum Analyzer 


Frequency Noise Figure Equivalent Noise Voltage 
oe BW = 1kHz BW = 10 Hz 


20 Hz — 300 kHz 22 -122 dBm -142 dBm 
-15 dBuVv -35 dBuv 


Model 8553B Spectrum Analyzer 


Frequency Noise Figure Equivalent Noise Voltage 
ne BW = 300 kHz BW=10Hz 


1 MHz — 110 MHz 24 -—95 dBm -140 dBm 
+12 dBuVv -33 dBuV 
Model 8554L Spectrum Analyzer 
Noise Figure Equivalent Noise Voltage 
Frequency 
dB BW = 300 kHz BW = 300 Hz 


1 MHz — 1250 MHz 32 -87 dBm -117 dBm 
+20 dBuV -10 dBuV 
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Model 8555A Spectrum Analyzer 


NOTE: Does not include Automatic Preselector or low noise amplifiers. 
The insertion loss of the preselector and gain/noise figure of preamps must 
be taken into account. 


Frequency (GHz) Noise Figure Equivalent Noise Voltage 
Mixing Mode dB BW = 300 kHz BW = 300 Hz 
OO 12,05 29 -—90 dBm -120 dBm 
1- +17 dBuV -13 dBuV 
1.50— 3.55 Pan) -92 dBm -122 dBm 
1- +15 dBuV -15 dBuV 
AWW (= (eye Bs) 36 -83 dBm -113 dBm 
2- +24 dBuV -6 dBuV 
2.60— 4.65 Dati -92 dBm -122 dBm 
1+ +15 dBuVv -15 dBuVv 
Alii 6.15 49 -90 dBm -120 dBm 
1+ +17 dBuVv -13 dBuV 
Aor O25 41 -78 dBm -108 dBm 
3- +29 dBuV -1 dBuVv 
Galilee 025 39 -80 dBm -110 dBm 
Dns +27 dBuV -3 dBuV 
6.19 — 14.35 49 -70 dBm -100 dBm 
4— +37 dBuV +7 dBuV 


S20 1400 
3+ 
10.29 — 18.00 
4+ 


bans h 
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